2 


HEATHKIT 
MANUAL 


HEATH COMPANY °» BENTON HARBOR, MICHIGAN 


The following telephone numbers are direct lines to the departments listed: 


HEATH COMPANY PHONE DIRECTORY 


Technical Assistance Phone Numbers 


8:00 A.M. to 12 P.M. and 1:00 P.M. to 4:30 P.M., EST, Bice ed 


5 REO (616) 982-3411 IC, Audio, and Electronic Organs . . 


REAR ea OTE ..» (616) 982-3571 


Pe esa aera UMC LUSK 


YOUR HEATHKIT 90-DAY LIMITED WARRANTY 


| 


Consumer Protection Plan for Heathkit Consumer Products 


Welcome to the Heath family, We believe you will enjoy assembling your kit and will be pleased with its 
Performance. Please read this Consumer Protection Plan carefully. It is a "LIMITED WARRANTY” as 
defined in the U.S, Consumer Product Warranty and Federal Trade Commission Improvement Act. This 
warranty gives you specific legal rights, and you may also have other rights which vary from state to state. 


Heath’s Responsibility 
oF telephoning us at (616) 982-3571. And we will pay shipping charges to get those parts to you . . . anywhere in the world, 


Veritechnology Electronics Corporation), or any of our authorized overseas 
TECHNICAL CONSULTATION — You will receive free consultation on any problem you might encounter in the assembly or use: 
Heathkit product. Just drop us a line or give us a call, Sorry. we cannot accept collect cails. 


Not covered by the warranty, Use of corrosive solder and/or the unauthorized modification of the product or of any furnished 
pba haiti balay Re an oP ane St ae UCR J Kee ne Joss of use, customer 
‘set-up time, or 


THaE sisivs seas iy babe el inocu wader iw togeeane Ree me eed 
‘our products. 


LIMITED TO ANY LOSS OF BUSINESS OR PROFITS, WHETHER OR NOT 
apply to you. 
Owner's Responsibility 
Purchase when you request warranty service or parts, 
Heathkit service agencies cannot complete assembly and adjustments that are customer's responsibility 
nents, computer peripherals and software, etc.) are not covered by this warranty and are the owner's responsibility. 
repaired under warranty. 


Hyou erertsaksted whic Nerve erat or cbrifte or ox prohics. we realy i bu irecor ol 
Customer Company. Benton Harbor Mi 49022. He will make certain your problems receive 


i i i NN il 


ZMMNNNNNNNNNINNNNINS 


Pasa nesec «»« (616) 962-9561 Amateur Radio... 6.......c. sere ceveenensceaneeeee 


"ARTS — Replacements for factory detective parts will be supplied free for 90 days from date of purchase. Replacement parts are 


‘SERVICE LABOR — For a period of 90 days from the date of purchase, any malfunction caused by defective parts or error in design will 
be corrected at no charge to you, Wairaiat abies ba urtik seus nes ioe Healt ebay any Heathkit Electronic Center (units of 
distributors. 


of your 
componen, 
assembly, 


NOT COVERED — The correction of assembly errors, adjustments, calibration, and due to misuse, abuse, or negligence are 


jon with 


SUCH REPAIR AND REPLACEMENT SHALL BE THE SOLE REMEDY OF THE CUSTOMER AND THERE SHALL BE NO LIABILITY 
ON THE PART OF HEATH FOR ANY SPECIAL, INDIRECT, INCIDENTAL OR CONSEQUENTIAL DAMAGES, INCLUDING BUT NOT = 


‘Some states do not allow the exclusion or limitation of incidental or consequential damages. so the above limitation or exclusion may not 


Sa 
EFFECTIVE WARRANTY DATE — Warranty begins on the date of first consumer purchase. You must supply a copy of your proof of ss 

=S 
ASSEMBLY — Betore seeking warranty service, you should complete the assembly by carefully following the manual instructions. = 
ACCESSORY EQUIPMENT — Performance malfunctions involving other non-Heath accessory equipment, (antennas, audio compo- 


SHIPPING UNITS — Follow the packing instructions published in the assembly manuals. Damage due to inadequate packing cannot be = 


. (616) 982-3310 
(616) 982-3296 


.. (616) 982-3315 
. (616) 982-3307 


. » (616) 982-3496 
. (616) 982-3309 


.. (616) 982-3860 
.. (616) 982-3884 
. (816) 982-3423 


Heathkit® Manual 


for the 


512 MHz 
FREQUENCY COUNTER 
Model IM-2420 


595-2384-09 


Copyright © 1980 
Heath Company 


HEATH COMPANY All Rights Reserved 
BENTON HARBOR, MICHIGAN 49022 Rims Wis me Siaees oF Tee 


Page 2 


a es Be i eatikit 


TABLE OF CONTENTS 


INE RODUGTION a3 5.545, 5089 siaeiien me Siginana emesis 3 IN CASE OF DIFFICULTY 
Troubleshooting and Repair Precautions ..... 67 
AGSEMBLY NOTES! «a cunacsies crassa ates twee 4 Troubleshooting Chart ... 


Special Circuit Tests 


SPECTRIGA TIONS \o.ois.0 8% ossn sw enieinsieaiare Sins since 71 


STEP-BY-STEP ASSEMBLY 
Oscillator Circuit Board .. 
Display Circuit Board 
Main Circuit Board .. 
General Assembly and 


CIRCUIT DESCRIPTION .. 
Basic Circuit Blocks 
Circuit Flow 


CIRCUIT BOARD X-RAY VIEWS ................ 
(Illustration Booklet, Page 17-18) 


INITIAL TESTS 


SEMICONDUCTOR IDENTIFICATION 


5, SE [Ae 84 

CALIBRATION .... 
(fold-in) 
HINA LSASSEMELY WARRANTY ........00000000ee Inside front cover 


WEBRATION savers asics Wana sce aertsesisets 63 CUSTOMER SERVICE .. ... Inside rear cover 


Heathkit 


Page 3 


INTRODUCTION 


The Heathkit Model IM-2420 Frequency Counter is a 
versatile, laboratory-quality instrument capable of 
making highly accurate frequency measurements 
from 5 Hz to 512 MHz. Besides being a frequency 
counter, this instrument may also be used in period 
and frequency ratio modes of operation. 


The following features are included in this high qual- 
ity Frequency Counter: 


e@ Frequency, period, and frequency ratio 
modes of operation. 


e = Trigger level control that assures you of sta- 
ble counting when signal noise is present. 


© Effective limiting circuits at both inputs to 
assure you of stable counting as the input 
signal level is varied over a 60 dB range. 


The use of a high-stability crystal in the time 
base oscillator to hold the drift to less than 1 
part per million per year. 


A Standby/On front-panel Power switch 
that provides full accuracy the moment you 
turn the Counter on. 


A rear panel Time Base jack that allows you 
to either use the internal time base signal as 
a semi-precision standard or to use a high- 
precision standard as the Frequency 
Counter time base. 


A metal enclosure that provides RFI shield- 
ing of unwanted RF signals. 


A locking swing-down bail to support the 
front of the instrument at a more convenient 
viewing angle. 


¢ A proportionally-controlled crystal oven to This carefully designed, state-of-the-art Frequency 
keep the internal time base extremely accu- Counter will provide long, reliable performance for 
rate over a wide ambient temperature range. your laboratory or workbench. 


Page 4 


———————————————————_—_—_—_—_———— Heathkit 


ASSEMBLY NOTES 


TOOLS 


You will need these tools to assemble your kit. 


(MAY BE SUPPLIED 
KIT) 


LONG-NOSE 
PLIERS 


TOOLS 


DESOLDERING 
BULB* 


DESOLDERING 
BRAID* 


*T0 REMOVE SOLDE: 


NUT STARTER 
WITH 


ASSEMBLY 


4; 


Follow the instructions carefully. Read the en- 
tire step before you perform each operation. 


The illustrations in the Manual are called Picto- 
rials and Details. Pictorials show the overall op- 
eration for a group of assembly steps; Details 
generally illustrate a single step. When you are 
directed to refer to a certain Pictorial “for the 
following steps,” continue using that Pictorial 
until you are referred to another Pictorial for 
another group of steps. 


SCREWDRIVER 


STRIPPERS | jane) /d-BLADE 
PLIERS DIAGONAL a 
R t 
corne SCREWDRIVERS 
OTHER HELPFUL 


SOLDERING 
TRON 


PENCIL 
SOLDERING IRON 
(25 TO 40 WATTS) 


Lecae een annem amnmne! 


Most kits use a separate “Illustration Booklet” 
that contains illustrations (Pictorials, Details, 
etc.) that are too large for the Assembly Manual. 
Keep the “Illustration Booklet” with the As- 
sembly Manual. The illustrations in it are ar- 
ranged in Pictorial number sequence. 


Position all parts as shown in the Pictorials. 


Solder a part or a group of parts only when you 
are instructed to do so. 


Heathkit 


6. Each circuit part in an electronic kit has its own 
component number (R2, C4, etc.). Use these 
numbers when you want to identify the same 
part in the various sections of the Manual. These 
numbers, which are especially useful if a part 
has to be replaced, appear: 


— In the Parts List, 


— Atthe beginning of each step where a com- 
ponent is installed, 


— In some illustrations, 

— Inthe Schematic, 

— In the sections at the rear of the Manual. 
7. When you are instructed to cut something to a 


particular length, use the scales (rulers) pro- 
vided at the bottom of the Manual pages. 


SAFETY WARNING: Avoid eye injury when you cut 


off excessive lead lengths. Hold the leads so they 
cannot fly toward your eyes. 
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SOLDERING 


Soldering is one of the most important operations you 
will perform while assembling your kit. A good sol- 
der connection will form an electrical connection be- 
tween two parts, such as a component lead and a 
circuit board foil. A bad solder connection could pre- 
vent an otherwise well-assembled kit from operating 
properly. 


It is easy to make a good solder connection if you 
follow a few simple rules: 


1. Use the right type of soldering iron. A 25 to 
40-watt pencil soldering iron with a 1/8” or 3/16" 
chisel or pyramid tip works best. 


2. Keep the soldering iron tip clean. Wipe it often 
on a wet sponge or cloth; then apply solder to 
the tip to give the entire tip a wet look. This 
process is called tinning, and it will protect the 
tip and enable you to make good connections. 
When solder tends to “ball” or does not stick to 
the tip, the tip needs to be cleaned and retinned. 


NOTE: Always use rosin core, radio-type solder 
(60:40 or 50:50 tin-lead content) for all of the solder- 
ing in this kit. This is the type we have supplied with 
the parts. The Warranty will be void and we will not 
service any kit in which acid core solder or paste has 
been used. 
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PARTS 
nares! Tolerance 


5-BAND RESISTORS 
(1%) 


4-BAND RESISTORS 


(2s0) 


Resistors are identified in Parts Lists and steps by 
their resistance value in 2 (ohms), kf (kilohms), or 
MQ (megohms). They are usually identified by a 
color code of four or five color bands, where each 
color represents a number. See the “Resistor Color 
Code” chart. These colors are given in the steps in 
their proper order (except for the last band, which 
indicates a resistor’s “tolerance”; see the “Resistor 
Tolerance” chart). You do not need to know the 
color code. 


BANDS: 1 2 Tolerance 


Occasionally, a “precision” or “power” resistor may 
have the value stamped on it. The letter R, K, or 
M may also be used at times to signify a decimal 


point,asin: 2R2= 2.20 
2K2 = 2.2kQ, or 22002 
2M2 = 2.2MQ 


Precision resistors may also be marked as shown in 
the following examples. The values of the multi- 
pliers are shown in the “Multiplier Chart,” and the 
tolerance values are shown in the “Resistor Toler- 
ance” chart. 


Resistor Multiplier 


Value Tolerance 
i 


EXAMPLES: 1009C = 100 x 0.1 = 10, +0.25% 
1001D = 100 x 10 = 10002, +0.5% 


Capacitors will be called out by their capacitance 
value in wF (microfarads) or pF (picofarads) and 
type: ceramic, Mylar®, electrolytic, etc. Some capaci- 
tors may have their value printed in the following 
manner: 


First and second digits of 
Capacitor’s value: 15 


Multiplier: Multiply the 

first & second digits by 

the proper value from the 

“Multiplier Chart.” ] 


To find the tolerance of 


the capacitor, look up 
this letter in the capacitor Tolerance chart. 
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RESISTOR COLOR CODE 


Band3 
(if used) 
om [ase | aoe] | 


1 
10 
100 
1,000 


WBYONSEON+0 


RESISTOR TOLERANCE 
COLOR OR LETTER 
SILVER 


#12 


i 


i 
# 


mn 
eS 
3 


[7 
z 


MULTIPLIER CHART 


FORTHE | MULTIPLY | FORTHE 
NUMBE! 8 
=a Lae) 
7000 


3 


MULTIPLY 

BY: 
10,000 
100,000 


r4 
¢ 
= 
o 
m 
2D 


EXAMPLES: 151K = 15 x 10 = 150 pF 
759 = 75 x 0.1 =7.5pF 


NOTE: The letter “R” may be used at times to signify 
a decimal point, as in: 2R2 = 2.2 (pF or pF). 


Heathkit 
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PARTS LIST 


Unpack the kit and check each part against the follow- 
ing list. The key numbers correspond to the numbers 
in the Parts Pictorial (Illustration Booklet, Pages 1 
through 3). Return any part that is packed in an indi- 
vidual envelope back to the envelope after you iden- 
tify it. Keep these parts in the envelopes until they are 
called for in an assembly step. Do NOT throw away 
any packing material until you account for all the 
parts. 


To order a replacement part, always include the Part 
Number. Use the Parts Order Form furnished with 
this kit. If a Parts Order Form is not available, refer to 
“Replacement Parts” inside the rear cover of this 
Manual. For prices, refer to the separate ‘Heath Parts 
Price List.” 


KEY HEATH QTY. DESCRIPTION CIRCUIT KEY HEATH QTY. DESCRIPTION CIRCUIT 
No. Part No. Comp. No. No. Part No. Comp. No. 
RESISTORS Resistors (cont’d.) 
NOTES: A3 6151-12 18-1502 (bm-grn-brn) R12, R13, 
1. The resistors may be packed in more than one ey es 
envelope. Open all the resistor envelopes in this , 1 
pack before you check the resistors against the R97, R38, 
following list. R39, R41, 
R46, R47, 
2. All color-coded 1% resistors have five color bands R48, R49, 
(last band brown). This brown bandis set aside from R51, R52, 
the other bands. The last band (brown) will not be R53, R54 
called out. AS 6-181-12 1 180 2 (brn-gry-b) R106 
AS 6-221-12 4 220 2 (red-red-br R5, R17, 
3. All 5% resistors have four color bands (last band Krertredibery pally 
Id). The last band (gold) will not be called out. x 
Sone (gore) AS 6-241-12 2 — 240.(red-yel-brn) R22, R35 
AS 6-471-12 1 47092 (yel-viol-brn) R85 
1/4-Watt, 1% A3 6561-12 1-560. (grn-blu-bm) R6 
AZ 6-821-12 1 8209 (gry-red-brn) R104 
At 2-753-12 1 3010 9 (3011F), 25 PPM/°C R61 AZ 6-911-12 2 9100.(wht-bm-bm) R21, R34 
A2 6-4991-12 1 4990 , 100 PPM/°C R59 AS 6-102-12 14-1000 10 (brn-blk-red) R3, R7, 
(yel-wht-wht-brn) RB, R16, 
A2 6-651-121-6530, 100 PPM/°C R58 R75, R76, 
(blu-gen-org-bm) R77, R78, 
At 2-756-12 1 412 kO (4123F), 25 PPM/°C RES R79, R81, 
R82, R83, 
1/4-Watt, 5% R84, R103 
AS 6-182-12 1 1800 2 (brn-gry-red) R11 
AS 6-100-12 5 10 2 (brn-bik-bik) R4, R23, AS 6-222-12 3 2200 (red-red-red) R25, R55, 
R29, R36, R56 
R73 AS 6-472-12 2 4700 2 (yel-viol-red) R27, R28 
A3 6-150-12 1 152 (br-gm-bik) R30 AS 6-822-12 1 8200 © (gry-red-red) R101 
A3— 6-560-12 1 56 0 (grn-blu-bik) R31 AS 6-103-12 2 10 kM (brn-bik-org) R64, R68, 
AS 6-620-12 2 62 2 (blu-red-bik) R71, R72 AZ —-6-153-12 1 15 kf (brn-grn-org) R102 
AS -6-183-12 1 18 kA (bmn-gry-org) R33 
AS 6-680-12 1 68 2 (blu-gry-bik) R32 AS 6-473-12 1 47 k (yel-viol-org) R6S 
ABZ 6-101-12 4 — 100 2 (brn-bik-brn) R26, R42, A3 —6-563-12 1 56 kf (grn-blu-org) R105 
R43, R69 AS — 6-104-12 4 100 k2 (bmn-bik-yel) R2, R44, 
AZ 6-121-12 1 120 2 (brn-red-brn) R24 R45, R66 
AZ 6-105-12 11. MQ (brn-bik-grn) RI 
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KEY HEATH QTY. DESCRIPTION CIRCUIT KEY HEATH QTY. DESCRIPTION CIRCUIT 
No. Part No. Comp. No. No. Part No. Comp. No. 
CAPACITORS DIODES 
Mica C1 56-86 2 FD777(110777) D1, D2 
C1 (56-87 4 HPS D5, D6, 
B1 20-188 1 30pF c102 D7, 08 
B1 20-190 1 51 pF c2 CY aes 4 1N4o02 024, bas, 
B1 20-102 1 100 pF c7 026, 027 
B1 20-103 1 150 pF C105 On stees 12! 1N4140 & ba 
Bi 20-139 2 330 pF C4, C104 D12, 013, 
14,016, 
Ceramic 017, 018, 
C1 56-612 1 1N5229B Be cad 
B2 21-711 3 470 pF (471) cues al Bee aes ee 
B3 21-140 1.001 mF (.001 M) C106 
B2 21-717 27.01 uF (103) square 8, C9, 
C12, C13, 
C15, C17, 
C18, C19, TRANSISTORS — INTEGRATED CIRCUITS 
C20, C21, (IC’s) 
C23, C25, 
C26, C27, NOTE: Transistors and integrated circuits are marked for iden- 
C28, C29, tification in one of the following ways: 
C33, C45, 
C47, C48, 1. Part number. 
C49, C51, 2. Typenumber. (On integrated circuits this refers only 
52, C53, to the numbers; the letters may be different or miss- 
54, C55 ing.) 
eit 3. Part number and type number. 
C56 4. Part number with a type number other than the one 
B4 21-70 1.01 wF* round C35 shown. 
B2 21-192 1.1 MF (104M) c3 
D1 417-172 2 MPS6521 transistor Q101, Q102 
Electrolytic D1 417-801 1.“ MPSA20 transistor a9 
D2 417-298 1 TIP41B transistor aro 
BS 25-917 3 10 uF Cat, C42, Di 417-293 5 2N5770 transistor Q2, a4, 
C43 Q6, Q7, 
BS 25-915 2 47 uF C44, C45 as 
BG 25-874 2 470 uF C36, C37 D1 417-292 2 2N5771 transistor Q3, Q5 
B6 25-272 2 6000 uF ©38, C39 D1 = 417-828 1 Selected £304 transistor. Qt 
D3 443-937 1 SPB685B IC u3 
Tantalum D4 442-698 1 SL952 IC u2 
D4 443-755 1 74LS04 IC us 
B7 25-837 2 1.5 uF 31, C32 D4 443-875 2 74LS32 IC U36, U37 
B7 25-838 1 3.3 uF C103 D3 443-781 1 74LS75 IC u35 
B7 25-281 3 39yuF C5, C16, D4 443-813 5 74LS90 IC U12, U13, 
C24 U14, U15, 
B7 25-282 1 68 uF C6 24 
D3 443-921 5 74LS390 IC us, U11, 
U21, U22, 
Other Capacitors u23 
D4 443-26 2 74800 IC U4, U7 
B8 (27-85 1.22 mF Mylar C34 D4 443-896 1 74802 IC US 
BO 29-64 1.15 uF polycarbonate C1 D5 442.644 1 78L121C ua1 
B10 31-95 1 2.5-18 pF trimmer C101 06 442-54 2 7805 IC U42, U43 


* This part is critical to continued safety. Replace only with a Heath Company 
part. 
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KEY HEATH QTY. DESCRIPTION CIRCUIT KEY PART = QTY. DESCRIPTION CIRCUIT 
No. Part No. Comp. No. No. No. Comp. No. 
IC’s (cont’d.) RERBWARE 
NOTE: The hardware may be packed in more than one packet. 
442: 1 79L121 u39 
2 fee 2 eee aie Open alll the hardware packets (marked HDW) before you 
OF ales 1 148816 u38 check the hardware against the Parts List. 
D4 443-15 1 7450 IC us i 
D4 443-936 2 74541C U16, U17 #2'Hardware 
D3 443-16 1 7476 IC u18 - 
fay assed ; ic U26, U27, G1 250-212 4 #2 x 3/16" self-tapping 
Sere G2 250-1459 2 ead 3/16" flat philli 
U31, U32, caked 
U33, U34 eo 08 tapping screw 
D3 443-723 1 10216 1C U1 
D4 443-628 1 74196 IC u25 
#4 Hardware 
OTHER CIRCUIT COMPONENTS Hi 250-285 2 4-40 x 1/4" screw 
H2 250-4 1 4-40 x 3/6" screw 
Et 9-103 1 20 KO thermistor R62 Ha 2522 A Lange S40 rat 
E2 19-743 1 200 control with switch R9/SW1 Ha 252-15 1s Sram g45 ca 
54-982 1 Power transformer 1 HS 254-9 a” Lee poset 
£3 60-1 1 Slide switch sws 
E4 63-1341 1 STBY/ON switch sw4 #6 Hardware 
ES 63-1363 1 S-wafer switch sw2 
E6 63-1364 1 1-wafer switch sw3 Jt 250-1282 «= 4 «6-32 x 1/8" setscrew 
E7 404-622 1 10 MHz crystal Y101 J2 250-56 5 6-32 x 1/4” screw 
E8 411-860 8 7-segment LED V1, v2, J3 250-32 4 6-32 x 3/8" flat head screw 
(light emitting diode) V3, V4, J4 250-1280 27 6-32 x 3/8" black phillips 
display V5, V6, head screw 
v7, V8 J5 250-127 6 #6 x 1/2" self-tapping 
E9 412-632 3 LEDIamp V9, V11,Vi2 screw 
E10 421-20 1 1/2-ampere Fi 2 
stow-blow fuse" 7 Zan i iat lockwasher 
E11 65-75 1 Thermalbreaker TB1 ri ts 
aes 1 Feria FBI - ae 1 #6 external lockwasher 
6 6-32 tapped spacer 
S10 259-4 2 #6 solder lug 
CLIPS — SHELLS — PLUGS — 
CONNECTORS — SOCKETS 
#8 Hardware 
Fr 208-14 1 Circuit board clip 
F2 258-735 1 Ground clip K1 250-1186 = 28-32 x 3/8” black screw 
F3 492-753 7 Large spring connector K2 252-4 2 8-32 nut 
(1 extra) K3 254-2 2 #8 lockwasher 
F4 432-866 11 Small spring connector 
(1 extra) 
F5 432-821 1 6-hole connector shell Other Hardware 
F6 432-970 1 Shole connector shell 
F7 432-1080 = 2_—-3-hole connector shell Li 252-7 3 3/8-32 nut 
FB 432-825 1 6-pin plug PI L2 253-42 2 #10 flat washer 
Fo 492.969 1 Spin plug Pa 13 253-15 2 3/8" fiber flat washer 
Fi0 432-59 3 BNC connector Jt, J2, 3 La 254-4 2 3/8” lockwasher 
Fit 434-230 1 B-pin IC socket is 254-7 2 #3lockwasher 
Fi2 434-298 23 14-pin IC socket L6 259-10 1 Long3/8" solderlug 
F13 434-299 18 16-pin IC socket L7 259-27 3 Short3/8" solder lug 
Fi4 434-341 1 14pin socket 


* This part is critical to continued safety. Replace only with a Heath Company 
part or exact replacement. 
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KEY HEATH QTY. DESCRIPTION CIRCUIT KEY HEATH QTY. DESCRIPTION CIRCUIT 
Nov PartNo Comp. No. No. Part No. Comp. No._ 
LINE CORD — WIRE — SLEEVING — MISCELLANEOUS 
CABLE 
85-2618-1 1 Displaycircuitboard 
89-54 1 Line cord 85-2617-1 1 Maincircuitboard 
340-2 6" Bare wire 85-2415-2 1 —Oscillatorcircuitboard 
344-33 9” Black wire Pi 100-1813 1_—Crystalovenassembly R67 
344-59 24" Large white wire P2 203-2097 1 Window 
344-109 18” Small white wire P3 204-2513 += 1_—<Crystal oven bracket 
345-1 2" Braid P4 205-778 1 Alignment too! blade 
346-30 2” Sleeving P5 206-1350 1_—Crystal oven base 
346-60 1-1/2” Clear tubing PG 261-32 1 Right front foot 
347-55 36" 8-wire flat cable P7 261-33 1 Left front foot 
PS 261-61 2 Rear foot 
Pg 352.31 1 Thermal compound 
P10 354-7 2 Cable tie 
INSULATORS P11 422-1 1 Fuse block 
P12 431-42 1 Terminal strip 
wa zastaz 1 Foam gasket P13 438-55 1 Polarizing pin 
M2 = 75-103 1 Insulating paper P14 455-54 2 Nylon bearing 
M3 75-736 1 Strain relief P15 462-1099 = 2 Small knob 
M4 95-644 1 Thermistor holder P16 462-1100 2 Large knob 
M5 95-647 1 Styrofoam* cover P17 485-14 1 Plug button 
M6 95-648 1 Styrofoam base P18 490-5 1 Nut starter 
P19 490-14 1 Allen wrench 
P20 490-111 1 IC puller 
490-185 1 Soder-Wick** 
Solder 
CABINET PARTS 
Nay sees 1 ‘Gabination PRINTED MATERIAL 
N2 200-1392-1 1 Chassis 
N3  203-2180-1 1 Frontpanel Q1 390-1255 1_—‘Fuse label 
Né 204-2481 1 Front panel bracket a2 1 Blue and white label 
NS 204-2525 1 Transformer bracket 597-260 1 Parts Order Form 
N6 210-86 1 Bezel Assembly Manual (See Page 1 
N7 266-187 1 Bail for part number) 
* Registered Trademark, Dow Chemical Co. **Registered Trademark, Solder Removal Co. 
(INCHES) 2 3 4 5 6 7 
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STEP-BY-STEP ASSEMBLY 


OSCILLATOR CIRCUIT BOARD 


In the following steps, you will be 
given detailed instructions on how to 
install and solder the first part on the 
circuit board. Read and perform each 
step carefully, Then use the same pro- 
cedure whenever you install parts on a 
circuit board. 


) Position the oscillator circuit 
board as shown with the printed 
side (not the foil side) up. 


( 


NOTE: When you install a component 
that has its value printed on it, position 
the value marking up, so it can be eas- 
ily read. Diodes should be mounted 
with their type or part number up, if 
possible. 


(_ ) Hold an 620  (gry-red-brn) resis- 
tor with long-nose pliers and 
bend the leads straight down to fit 
the hole spacing on the circuit 

board, 


PUSH DOWN 
HERE 


(_ ) R104: Push the leads through the 
holes at the indicated location on 
the circuit board. The end with 
color bands may be positioned 


either way. 


Press the resistor against the cir- 
cuit board. Then bend the leads 
outward slightly to hold the resis- 
tor in place. 


=—ia= 


PICTORIAL 1-1 
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CONTINUE © 


( 


) Turn the circuit board over and 
solder the resistor leads to the foil 
as follows: 


Push the soldering iron tip 
against both the lead and the 
circuit board foil. Heat both 
for two or three seconds. 
SOLDERING 
IRON 


COMPONENT 


CIRCUIT BOARD 
Then apply solder to the 
other side of the connection. 
IMPORTANT: Let the heated 
lead and the circuit board foil 
melt the solder. 


SOLDERING 
IRON 


As the solder begins to melt 
allow it to flow around the 
connection. Then remove the 
solder and the iron and let the 
connection cool. 


SOLDERING oa 


IRON fs 


( 


) Cut off the excess lead lengths 
close to the connection. WARN- 
ING: Clip the leads so the ends 
will not fly toward your eyes. 


Check each connection. Compare 
it to the illustration on Page 12. 
After you have checked the solder 
connections, proceed with the as- 
sembly on Page 13. Use the same 
soldering procedure for each 
connection. 
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A GOOD SOLDER CONNECTION 


(-------- 4 


I when you heat the lead and the circuit board foil at the same 
| time, the solder will flow evenly onto the lead and the foil. 
The solder will make a good electrical connection between | 


ithe lead and the foil. > awe a | 
POOR SOLDER CONNECTIONS i 
= = = = 
(Onto Lead. A Hard Rosin rae Soon Hsons To Ox Soldering ! 
| mes Somecon, «ROSIN, “5, “Sting 
CF gon 
l FOIL ee Heeseny ! 
1 
l When the lead is not heated sufficiently, the solder When the foil is not heated sufficiently the solder will | 
I will not flow onto the lead as shown above. To cor- blob on the circuit board as shown above. To correct, | 
| rect, reheat the connection and, if necessary, apply a reheat the connection and, if necessary, apply a small 
| small amount of additional solder to obtain a good amount of additional solder to obtain a good connec- I 
qearcanecticn. pe a ey ees eee eee a | 


SOLDER BRIDGES 


A solder bridge between two adjacent foils is shown 
in photograph A. Photograph B shows how the con- 
nection should appear. A solder bridge may occur if 
you accidentally touch an adjacent previously sol- 
dered connection, if you use too much solder, or if 
you “drag” the soldering iron across other foils as you 
temove it from the connection. A good rule to follow 
is: always take a good look at the foil area around each 
lead before you solder it. Then, when you solder the 
connection, make sure the solder remains in this area 
and does not bridge to another foil. This is especially 
important when the foils are small and close together. 
NOTE: It is alright for solder to bridge two connec- 
tions on the same foil. 


Use only enough solder to make a good connection, 
and lift the soldering iron straight up from the circuit 
board. If a solder bridge should develop, turn the 
circuit board foil-side-down and heat the solder be- 
tween connections. The excess solder will run onto 
the tip of the soldering iron, and this will remove the 
solder bridge. NOTE: The foil side of most circuit 
boards has a coating on it called “solder resist." This 
is a protective insulation to help prevent solder 
bridges. 
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NOTE: Make sure you installed the re- 
sistor in Pictorial 1-1. 


ps R106: 180 2.(bmn-gray-brn). 


R105: 56 kf (grn-blu-org). NOTE: 
The circuit board may be marked 
10K at this location. 


64 R101: 8200 A (gry-red-red). 


(& R102: 15 kA (brn-grn-org). 


IMPORTANT: When you are in- 
structed to “cut off the excess lead 
lengths," as in the following step, 
make sure you cut each lead off as close 
to the foil as possible. 


CONTINUE© 


pa Y101: 10 MHz crystal (#404-622). 
First bend each lead at a right 
angle 1/16” from the bottom of the 
crystal. Use long-nose pliers. 
Carefully insert the leads into the 
circuit board holes. Then position 
the crystal down against the cir- 
cuit board and solder the leads to 
the foil. Finally, cut off the excess 
lead lengths. 


POSITION DOWN 
AGAINST 
CIRCUIT BOARD 


¥ 


{6 Solder the leads to the foil and cut 
off the excess lead lengths. 


R103; 1000 Q (brn-blk-red) 
NOTE: The circuit board may be 
marked 2200 at this location: 


Ka C104: 330 pF mica. 


pt C105: 150 pF mica. 


102: 30 pF mica 


($¢¢Solder the leads to the foil and cut 
off the excess lead lengths. 


(C101: 2.5-18 pF trimmer. Solder 
the lugs to the foil. Then cut off 
the excess lug lengths. 


PICTORIAL 1-2 
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} C106; .001 ~F (.001M) ceramic. 
Solder the leads to the foil and cut 
off the excess lead lengths. 


NOTE: When you install a transistor in 
each of the following steps, align its 
flat with the flat on the board. Insert the 
leads into their correct holes. Position 
the transistor 1/8" above the board. 
Then solder the leads to the foil and cut 
off the excess lead lengths. 


(hectic 


CONTINUEO 


NOTE: When you install a tantalum 
capacitor, match the positive (+) mark, 
or color dot on the capacitor with the 
positive (+) mark on the board. 


POSITIVE (+) 


r 
1/8" 


FLAT 


POSITIVE (+) 
MARK 


(41_Q101:  MPS6521 transistor 
(#417-172). 


Q102: MPS6521 transistor 
(#417-172) 


vA) C103: 3.3 ¢F tantalum. Solder the 
~ leads to the foil and cut off the 
excess lead lengths. 


PICTORIAL 1-3 
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CONTINUE 


hc) Place a 1/4” of wire insulation, set 
aside earlier, on each of the three 
bare wires you installed in the last 
step. Push the insulation down 
against the foil side of the circuit 
board. 


) Position the circuit board as 
shown with the foil side up. 


(S$ Removea3/4" length of insulation 
/” from one end of a 3° large white 
wire. Cut the insulation into three 
1/4" lengths. Remove and discard 
the remaining insulation. Cut the 
bare wire into three 1" lengths. 
NOTE: Use the three 1” lengths of 
bare wire in the next step. 


Circuit Board Checkout 


Carefully inspect the circuit board for 
the following most commonly made 
errors. 


{ 


) Unsoldered connections. 


( 


) Poor solder connections. 


Install 1” bare wires in holes A, B, 
and C. Insert each wire from the 
foil side of the circuit board. Make 
sure the end of each wire is flush 
with the lettered side of the circuit 
board. Then solder each wire to 
the foil, 


X 


{ ) Solder bridges betw foils. 


(_ ) Transistors for the proper type 


and installation. 


{ ) Tantalum capacitor for the correct 
position of the positive (+) or 
dot-marked lead. 


Set the oscillator circuit board aside 
until it is called for in a step 


Ob kh Sea a oncnes) 2 3 


PICTORIAL 1-4 
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DISPLAY CIRCUIT BOARD 


STARTS 


) Position the display circuit board 
on your work area as shown. 


) R85: 470 0 (yel-viol-brn). 


NOTE: Before you install an IC socket, 

make sure the pins are straight. If there 
is any kind of identification mark 
(notch, dot, arrowhead, etc.) at or near 
one end of the socket, place this 
marked end toward the index mark on 
the circuit board (this index mark 
should still be visible after you install 
the socket). Then start the pins into 
the circuit board holes and solder 
them to the foil. 


CONTINUE© 


j) Vi2: LED lamp (#412-632). 


(7S Vi1: LED lamp (4412-632). 


(3) v2-V7: Install a 7-segment light- 
emitting diode (LED) display in 
each of the indicated six IC soc- 
kets. Position the decimal points 
of each display as shown. Press 
each display firmly into its socket 


7- SEGMENT] 
LED 


yy 


Yi 


DECIMAL 
DISPLAY 


(>A Install eight 14-pin IC sockets at 
locations V1 through V8. 


NOTE: When you install an LED lamp, 
match the longer end of the lamp with 
the positive (+) mark on the circuit 
board. Position the lamp 1/4” above the 
circuit board. Then solder the leads to 
the foil and cut off the excess lead 
lengths. 


NOTE: You will install the remaining 
two LED displays later. 


ircuit Board Checkout 


Carefully inspect the circuit board for 
the following most commonly made 
errors. 


LONGER 
LEAD. 


(_ } Unsoldered connections. 

(_ ) Poor solder connections. 

(_ ) Solder bridges between foils. 
( 

( 


POSITIVE (+ 


eine ) LED lamps for proper installation 


) LED displays for proper installa- 
tion. 


(A V9: LED lamp (#412-632). 


PICTORIAL 2-1 


Set the display circuit board aside until 
it is called for in a step. 
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IDENTIFICATION 
DRAWING 


MAIN CIRCUIT BOARD 


The steps performed in this Pictorial are 
in this area of the circuit board. 


PART 
NUMBER 


( 


) Position the main circuit board as 
shown in the Identification Draw- 
ing with the printed side up. 


NOTE: Only a portion of the circuit 
board is shown in the following Picto- 
tials, The small “Identification Draw- 
ing” at the top of the page shows the 
area of the circuit board to be assem- 


bled. 


(Ze R45: 100 kA (brn-blk-yel). 


A R75; 1000 2 (brn-blk-red). 


Xx) R69: 100 0 (brn-blk-brn). 


) R74: 220 2 (red-red-brn). 


@) R83: 1000 2 (brn-blk-red). 


(KF R44: 100 kM (brn-blk-yel). (0) Re4: 1000 0 (brn-blk-red). 


<J R76: 1000 0 (brn-blk-red). 


(7a R79: 1000 0 (brn-blk-red). 


(2) R55: 2200 0 (red-red-red). 


(}ALR56: 2200 11 (red-red-red). 


df R57: 220 0 (red-red-brn). 


‘A) Solder the leads to the foil and cut 
off the excess lead lengths. 


vas) R81: 1000 2 (brn-blk-red). 


(>) Rez: 1000 2 (brn-blk-red). 


(4 R77: 1000 2 (brn-blk-red). 


(9) R78: 1000 0 (brn-blk-red). 


™ Solder the leads to the foil and cut 


off the excess lead lengths. 
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(apres: 10 kf (brn-blk-org). 


¢ ) R66; 100 kA (brn-blk-yel). 


(4) R65: 47 kf (yel-viol-org). 


(A R64: 10 k (brn-blk-org). 


) R58: 6530 0, 1% (blu-grn-org- 
brn) 


(4 R61: 3010 9 (3011F), 1%. 


(> Solder the leads to the foil and cut 
off the excess lead lengths. 


i R63: 412 kA (4123F), 1%. 


(78. R59: 4990 0, 1% (yel-wht-wht- 
brn). 


IDENTIFICATION 
DRAWING 


Heathkit 


‘The steps performed in this Pictorial are 


Za 
PART NUMBER 
| | 


(<) R71: 62 © (blu-red-blk). 


) R72; 62 © (blu-red-blk), 


(5<) R43: 100  (brn-blk-brn). 


i, 

KO 
NGS j 
Bee a 


) R41: 150 © (brn-grn-brn). 


yal Solder the leads to the foil and cut 
off the excess lead lengths. 


PICTORIAL 3-2 


NOTE: When you install a diode, al- 
ways match the band on the diode with 
the band mark on the circuit board. 
THE CIRCUIT WILL NOT WORK 
PROPERLY IF A DIODE IS _IN- 
STALLED BACKWARDS. See Detail 
3-2A, 


SOLID BODY 
=C_-— 


~~ 
BANDED END 
ee 


TASS 

BAND Cony COLORED 

INSIDE 
If your diode has a solid body, the band 
is clearly defined. If your diode has a 
glass body, do not mistake the colored 
end inside the diode for the banded 
end. Look for a band painted on the 
outside of the glass. 


J) 
( fens, 1N4149 diode (#56-56). 


Val D26: 1N4002 diode (#57-65). 


(x) Daa: 1N4002 diode (#57-65). 


(A) D25; 1N4002 diode (#57-65). 


D27: 1N4002 diode (#57-65). 


(AAD15: 1N5229B diode (#56-612). 


iN 1D14: 1N4149 diode (#56-56). 


) Solder the leads to the foil and cut 
off the excess lead lengths. 


LE 


(CATHODE) 


Detail 3-2A 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


START®@ 


NOTE: When you install a diode, match 
the band on the diode with the band on 
the circuit board. 


CONTINUE© 
(4 D19: 1N4149 diode (#56-56). 


A D17: 1N4149 diode (#56-56). 


wn D16: 1N4149 diode (#56-56). 


iA D18: 1N4149 diode (#56-56). 


al R42: 100 Q (brn-blk-brn). 


Y R25: 2200 2 (red-red-red). 


2 ay > 
FF R24: 120 0 (brn-red-brn). ae 
ZB 
(<)_R17: 220 0 (red-red-brn). a y 
R23: 10 2 (brn-blk-blk). 
Ee Zs 


Solder the leads to the foil and cut 
off the excess lead lengths. 


(jd) D3: 1N4149 diode (#56-56). 


Foal D4: 1N4149 diode (#56-56). 


(QQ Solder the leads to the foil and cut 
off the excess lead lengths. 


ral R21: 910 2 (wht-brn-brn), 


{41 R19: 150 A (brn-grn-brn), 


Z 
Ko 27 
<1 Raa: 240.0 (red-yel-brn). y Was Za 


WZ, : 


(7. R18: 150 2 (brn-grn-brn). SS 
ris ep - ym R16: 1000 © (brn-blk-red). 
R13; 150 Q (brn-grn-brn). SS 
Vis : Co Gy? Z R7: 1000 0 (brn-blk-red). 
ZI. YW 
(74 R12: 150 Q (brn-grn-brn). a ZG) 
re) : aS fx) R15: 150 0 (brn-grn-brn). 
R5: 220 2 (red-red-brn). ZA 4 
(red-red-brn). J. R14: 150 Q (brn-grn-brn). 


5 }-blk-bIk). 
ee } GS G<) R2: 100 kA (brn-blk-yel). 


Ki R3: 1000 © (brn-blk-red). 
(> Ri: 1 MO (brn-blk-grn). 


( D2: FD777 diode (#56-86). 


(> Solder the leads to the foil and cut 
off the excess lead lengths. 


(7) D1: FD777 diode (#56-86). 


(74 Solder the leads to the foil and cut 
off the excess lead lengths. 


PICTORIAL 3-3 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


PART 
NUMBER 


CONTINUE 


(wa) R46: 150 2 (brn-grn-brn). 


QA-R47: 150 0 (brn-grn-brn) 


R53: 150 Q (brn-grn-brn). 


52: 150 © (brn-grn-brn). 


: 150 © (brn-grn-brn). 


+ 150 © (brn-grn-brn), 


R73; 10 © (brn-blk-blk). 


(4 Solder the leads to the foil and cut 
off the excess lead lengths. 


(0) R39: 150  (brn-grn-brn). 


(YA. R11: 1800 0 (brn-gry-red). 


(73. R8: 1000 2 (brn-blk-red) 


ra R33: 18 kO (brn-gry-org). 


R6: 560 1 (grn-blu-brn). 


mas R26: 100 © (brn-blk-brn). 


Solder the leads to the foil and cut 
off the excess lead lengths. 


R49: 150 © (brn-grn-brn). 


Fares: 150  (brn-grn-brn). 


DS_R37: 150 © (brn-grn-brn). 


Of R34; 910 2 (wht-brn-brn). 


PICTORIAL 3-4 


A R35: 240 2 (red-yel-brn). 


‘a R36; 10 2 (brn-blk-blk). 


(\Y/Solder the leads to the foil and cut 
off the excess lead lengths. 


NOTE: When you install a diode, 
match the band on the diode with the 
band on the circuit board. 


‘a D11: 1N4149 diode (#56-56) 


) D9: 1N4149 diode (#56-56). 


$<DR29: 10 N (brn-blk-blk). 


(R32: 68 0 (blu-gry-blk). 


HQ) R31: 56 2 (grn-blu-blk). 


Ox) Solder the leads to the foil and cut 
off the excess lead lengths. 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


NOTE: Before you install an IC socket, 
make sure the pins are straight. If there 
is any kind of identification mark 
(notch, dot, arrowhead, etc.) at or near 
one end of the socket, place this 
marked end toward the index mark on 
the circuit board (this index mark 
should still be visible after you install 
the socket). Then start the pins into 
the circuit board holes and solder 
them to the foil. Do NOT install a 14- 
pin socket at a 16-pin location. 


PART 
NUMBER 


J 14-pin IC socket at U36. 


N¢/) 16-pin IC socket at U18. 


HT 16-pin IC socket at U22. 
64 16-pin IC socket at U21. ba 


(4L16-pin IC socket at U27. 


( 


16-pin IC socket at U26. 


PICTORIAL 3-5 
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rial are 


board. 


The steps performed in this Picto1 


in this area of the circuit 


DRAWING 


g 
2 
FE 
& 
g 
a 
E 


24. 


ila] s gisie 
Sis|iSIS|VSTSHSqS 


) 14-pin IC socket at 


37. 


§ 14-pin IC socket at 


AM 
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IDENTIFICATION 
DRAWING 
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The steps performed in this Pictorial are 


in this area of the circuit board. 


PART 
NUMBER 


\\ 


(K% 14-pin IC socket at U17. 


van 14-pin IC socket at U15. 


14-pin IC socket at U14. 


(4 16-pin IC socket at U3. 


vA) 16-pin IC socket at U1. 


( ) Locate the strip with 14 pin sock- 
ets. Then cut this strip into two 
halves as shown. Use a pair of 
scissors. 


NOTE: You will install the socket 
strips in the following steps. Insert the 
pin sockets in their respective holes. 
Push the assembly all the way down 
against the circuit board before you 
solder the pin sockets to the foil. 


¢/ 7-pin socket strip at U2. 


() 7-pin socket strip at U2. 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


PART 
NUMBER 


CONTINUE© 


NOTE: When you install a tantalum 
capacitor, match the positive (+) mark 
or color dot on the capacitor with the 
positive (+) mark on the circuit board. 


POSITIVE 
MARK( +) 


NOTE: When you install a transistor in 
each of the following steps, align its 
flat with the flat on the circuit board. 
Insert the leads into their correct holes. 
Position the transistor 1/4” above the 
board. Then solder the leads to the foil 
and cut off the excess lead lengths. 


a 


FLAT 


( Q8: 2N5770 transistor (#417- 
293). 


(QQ Q7: 2N5770 transistor (#417- 
293). 


oon 


(J C53: .01 uF (103) ceramic. 


A C52: .01 uF (103) ceramic, {Q) C49: .01 wF (103) ceramic. 


( \{ Solder the leads to the foil and cut 
off the excess lead lengths. 


fs Solder the leads to the foil and cut 
off the excess lead lengths. 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


NOTE: When you install a transistor or 
integrated circuit (IC) in each of the 
following steps, align its flat with the 
flat on the circuit board. Insert the 
leads into their correct holes. Position 
the transistor or IC 1/4” above the cir- 
cuit board. Then solder the leads to the 
foil and cut off the excess lead lengths. 


ar 


1: 


CONTINUEY 
VW C55: .01 wF (103) ceramic, 


Pace .01 wF (103) ceramic. 


PS) Solder the leads to the foil and cut 
off the excess lead lengths. 


NOTE: When you install an electroly- 
tic capacitor, be sure to match the posi- 
tive (+) mark on the capacitor with the 
positive (+) mark on the circuit board, 
or match the negative (—) mark on the 
capacitor with the negative mark on 
the circuit board. 
POSITIVE 
(+) 


1 


(a) Q9: MPSA20 transistor (#417- 
801). 


Oe U39: 79L12 IC (#442-646). 


NEGATIVE 
Va f 
MARK 


ba U41: 78L12 IC Lh ieaiiats MARK 


4) C27: .01 uF (103) ceramic. 
& 


(X)_ C28: .01 uF (103) ceramic. 


fx) C43: 10 uF electrolytic. 


(xf Solder the leads to the foil and cut 
off the excess lead lengths. (<) C42: 10 uF electrolytic. 
ms 


ra) C41: 10 uF electrolytic. 


(S41 Solder the leads to the foil and cut 
off the excess lead lengths. 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


PART 
NUMBER 


POSITIVE 
(+) 
MARK 


NEGATIVE 
(-) 
MARK 


CONTINUE © 


w Q4: 2N5770 transistor (#417- 
293). 


(ALC44: 47 uF electrolytic. Q3: 2N5771 transistor (#417- 


292). 


ee: .01 wF (103) ceramic. 


C9: .01 wF (103) ceramic. 
C54: .01 wF (103) ceramic. 


C45: .01 wF (103) ceramic, 


(Solder the leads to the foil and cut 
off the excess lead lengths. 


Q, C4: 330 pF mica, 


NOTE: When you install a transistor in 
each of the following steps, align its 
flat with the flat on the circuit board. 
Insert the leads into their correct holes. 
Position the transistor 1/4” above the 
circuit board. Then solder the leads to 
the foil and cut off the excess lead 
lengths. 


POSITIVE 
MARK( +) 


COLOR 
oOT 
POSITIVE 
MARK (+) 


7) Cs: 39 uF tantalum. 


4 C6: 68 uF tantalum. 


Ros: -1 uF (104M) ceramic. 


4G Solder the leads to the foil and cut 
off the excess lead lengths. 


fd, Q2: 2N5770 transistor (#417- 
~ 293). 


Q1: Selected E304 transistor 
(#417-828). 
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START @ 


(}<1_ C33: .01 uF (103) ceramic. 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


CONTINUE © 


NOTE: Solder the leads of each transis- 
tor as you install them in the next two 
steps. Then cut off the excess lead 
lengths. 


POSITIVE 
(+) 


NEGATIVE 
(-) 
MARK 


Vad Q6: 2N5770 transistor (#417- 
293). 


Cyt cas: 47 uF electrolytic. 


— Qs: 2N5771 transistor (#417- 
i} 292), 
“=F 
— > POSITIVE 
a MARK( +) 


<1 C26: .01 pF (103) ceramic, 


$e) C47: .01 uF (103) ceramic. 


DOT 
POSITIVE 


A C25: .01 wF (103) ceramic. 


MARK (+) 


24: 39 uF tantalum, 


123: 01 wF (103) ceramic, 


(QF Solder the leads to the foil and cut 
off the excess lead lengths. 


: 01 wF (103) ceramic 


215: .01 WF (103) ceramic 


(48.08: .01 uF (103) ceramic. 


: 01 wF (103) ceramic, 


J C7: 100 pF mica. 


LQ Solder the leads to the foil and cut 


$<L_C2: 51 pF mica. 


off the excess lead lengths. 


OL 


C17: .01 wF (103) ceramic. 


: 39 wF tantalum. 


pst C14: 470 pF (471) ceramic. 


(74 C20: .01 wF (103) ceramic. 


(X]_ C11: 470 pF (471) ceramic. 


.01 uF (103) ceramic. 


Solder the leads to the foil and cut 
off the excess lead lengths. 


01 wF (103) ceramic. 


Solder the leads to the foil and cut 
off the excess lead lengths. 
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PART 
NUMBER 


NOTE: Mount the following resistor 
and two diodes vertically, with the top 
lead of each diode connected to the top 
lead of the resistor as shown. Be sure 
the lead opposite the banded end of 
each diode is down over the circle out- 
line on the circuit board. Solder each 
component to the foil as you install it. 


1/8" MAX cur 
t SOLDER 


CIRCLE 
OUTLINE 


~ D7: HP5 diode (#56-87). 


(4 R28: 4700 2 (yel-viol-red). 


rah D6: HPS diode (#56-87). 


Solder the top three leads to- 
gether and cut off the excess lead 


lengths. 


IMPORTANT In the following steps, 
make sure you install the two diodes 
with the banded end down. 


IDENTIFICATION 
DRAWING 


PICTORIAL 3-12 
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The steps performed in this Pictorial are 
in this area of the circuit board. 


CONTINUE © 


NOTE: Mount the following resistor 
and two diodes vertically, with the top 
lead of each diode connected to the top 
lead of the resistor as shown. Be sure 
the lead at the banded end of each 
diode is down over the circle outline 
on the circuit board. Solder each com- 
ponent to the foil as you install it. 


ve" max [L-cut 
BANDED 
END DOWN 


CIRCLE 
OUTLINE 


4) D8: HPS diode (#56-87). 


4) R27: 4700 21 (yel-viol-red). 


(\)) DS: HPS diode (#56-87). 


J Solder the top three leads to- 
gether and cut off the excess lead 


lengths. 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


PART 
NUMBER 


\ 


40 P2: 5-pin plug. First remove the 

second pin from either end of the 
plug. Use long-nose pliers. Then 
install the plug as shown with the 
shorter pins through the circuit 
board holes. Finally, solder the 
pins to the foil. 


CONTINUED 


(>) Prepare four 2” lengths and one 
3-1/4" length of small white wire. 


Connect each of the prepared wires as 
follows. Solder each wire as you install 
it. You will connect the free end of each 
wire later. 


Be) 2" small white to hole N. 


SHORT PINS 


) 2” small white to hole L. 


Nd 2" small white to hole K. 


YX) 3.1/4" small white to hole J. 


}, Q10: TIP41B transistor (#417- 
2” small white to hole BE. 


298). First bend the center lead 
away from the heat sink. Then 
match the heat sink with the two 
closely spaced lines on the circuit 
board. Insert the leads into their 
correct holes. Position the transis- 
tor 1/4” above the circuit board. 
Finally, solder the leads to the foil 
and cut off the excess lead 
lengths. 


NOTE: When you install an electroly- 
tic capacitor, be sure to match the posi- 
tive (+) mark on the capacitor with the 
positive (+) mark on the circuit board, 
or match the negative (—) mark on the 
capacitor with the negative mark on 
the circuit board. 


INDENTED NEGATIVE 
ae 


POSITIVE 
(+) MARK 


(QQ C36: 470 uF electrolytic. 


NOTE: To prepare a small wire, as in 
the following step, first cut it to the 
indicated length. Then carefully re- 
move 1/4" of insulation from each end 
by using a very sharp knife ora single- 
edged razor blade. Be careful not to 
nick the fine strands of wire under- 
neath. Finally, twist together the fine 
wire strands and apply a small amount 
of solder to the bare wire ends to hold 
the strands in place. 


be C37: 470 uF electrolytic. 


Solder the leads to the foil and cut 
off the excess lead lengths. 


PICTORIAL 3-13 


cncnes) 2 


Page 30 


Heathkit 


IDENTIFICATION 
DRAWING 
The steps performed in this Pictorial are 
in this area of the circuit board. 
STARTS 
NOTE: When you install a diode in 
each of the next two steps, position the 
banded end as shown on the circuit CONTINUE 
board. Also, mount each diode 1/4” off ; 
the circuit board. Solder each diode as Secure capacitors C38 and C39 to 
you install it. Finally, cut off the excess he circuit board witha cable tie at 
lead lengths. PART each location as shown. Cut off 
NUMBER the excess length of cable tie. 


CABLE TIE 


ya" 


oy D22: 3A1 diode (#57-42). 


Va D23: 3A1 diode (#57-42) 


ve P1: 6-pin plug. Install it as shown 
and solder the pins to the foil. 


“Wild ~@ 


iets ae | 


| TH aii ddd 


NEGATIVE 
() 
MARK 


INDENTED 
ONE 


POSITIVE 
(+) MARK 


4/) C38: 6000 uF electrolytic. 


SS 


4) 39: 6000 uF electrolytic. 
+ 
A) Solder the leads to the foil and cut ae ee 
off the excess lead lengths. gy o oo — 
FF 


PICTORIAL 3-14 
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IDENTIFICATION 
DRAWING 


The steps performed in this Pictorial are 
in this area of the circuit board. 


// 


PART 
NUMBER 


SOLDER 


NOTE: When you install the next two 
switches, only solder the indicated two 
lugs. Solder them to the bottom of the 
circuit board. You will solder the other 
lugs later. 


SOLDER 
THESE 


Vs ‘SW3: 1-wafer switch. Be sure the 
lugs are straight, insert them into 
the circuit board, and solder the 
indicated two lugs to the foil. Be 
sure the switch shaft is parallel 
with the circuit board. 


(xT Preform the long 3/8” solder lug as 
shown below. 


ya" 


‘efer to Detail 3-15A and place 
he pre-formed solder lug on the 
shaft of the 5-wafer switch. Start a 
3/8-32 nut on the switch bushing. 
Make sure the solder lug is paral- 
lel with the bottom of the switch. 
Then securely tighten the nut. 


‘SW2: 5-wafer switch. Install it as 
before. Be sure the switch shaft is 
parallel with the circuit board. 
Then solder the indicated two 
lugs to the foil. NOTE: You will 
solder the free end of the solder 
lug to the circuit board later. 


PICTORIAL 3-15 


aucnes) 2 3 
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Circuit Board Checkout Refer to the illustration where the parts were installed 
as you make the following visual checks. 


Carefully inspect the circuit board for the following 


most commonly made errors. ) Diodes for the proper type and installation. 

( ) Unsoldered connections (except switch lugs). ( ) Transistors for the proper type and installation. 

( ) Poor solder connections. ( ) IC's U39 and U41 for the proper type and instal- 
lation. 


( ) Solder bridges between foil patterns. 
( ) Tantalum capacitors for the correct position of 


(_ ) Protruding leads which could touch together. the (+) or dot marked lead. 


( ) Electrolytic capacitors for the correct position 
of the (+) or (—) marked lead. 
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GENERAL ASSEMBLY AND WIRING in) 


Refer to Pictorial 4-1 (Illustration Booklet, Page 4) for 
the following steps. 


(<) Position the main circuit board printed side up bd 
on your work surface as shown in the Pictorial. 


Ww Fit the bottom edge of the display circuit board 
into the slot of the main circuit board. See Detail 
4-1A, Part A. 


val Reposition the display circuit board so the pads 
on the foil side of each board are aligned with 
each other. 


v4) At the front, solder the two circuit board foils 4) 
together at the two locations shown in Detail 
4-1A, Part A. 


V4) Turn the two circuit boards over as shown in 
Detail 4-1A, Part B. 


With the display circuit board perpendicular to 
the main circuit board, solder the two end pads 
and a pad near the center of both boards to- 
gether as shown in Detail 4-1A, Part B. 


Check and see that the display circuit board is 
still perpendicular to and tight against the main 
circuit board. If not, heat the soldered connec- 
tions and reposition the display circuit board as 
required. NOTE: You may wish to use the crys- 
tal oven base asa “tri square”. Place it as shown 
in the Pictorial to make sure the two circuit 
boards are perpendicular to each other. Then 
set the crystal oven base aside until it is called 
for in a step. 


Finally, solder all the remaining foil pads of one 
circuit board to the corresponding pads of the 
other circuit board. 


Carefully examine the solder joints (using a 
magnifying glass), and remove any solder 
bridges between foils. 


Detail 4-1A 
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NOTE: The term “hardware” in the following steps 
refers to the screws, nuts, and lockwashers you will 
use to mount parts. The phrase ‘‘Use 6-32 x 1/4” 
hardware” for example, means to use a 6-32 x 1/4” 
screw, one or more #6 lockwashers, and a 6-32 nut at 
each mounting hole. Refer to the Detail or Pictorial 
called out in the step for the correct number of 
lockwashers to use and the correct way to install the 
hardware. Use the plastic nut starter furnished with 
this kit to pick up 4-40 and 6-32 nuts and start them on 
screws. 


( Mount the front panel bracket to the main cir- 
cuit board as shown. Use 4-40 x 1/4” hardware. 
Make sure the edge of the circuit board is even 
with the front of the bracket before you tighten 
the hardware. 


V1: Install a light-emitting diode (LED) display 
at V1 on the display circuit board. Position the 
decimal points of the display as shown in the 
Pictorial. Press the display firmly into the sock- 
et. 


fal 


€ 


(Locate the 8-wire cable and cut off a 1-3/4” anda 
5-1/2" length from this cable. 


V8: Similarly, install the remaining LED dis- 
play at V8 on the display circuit board. 


2-WIRE CABLE 
1-3/4" 


ue" 1/2" 
mat] Fe 


—————— 
YEL 
ong ———-¢ 


GRY 
VIOL: 
BLU: 
GRN 
YEL: 
ORG 
RED' 
BRN 
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NOTE: In the following steps, you will separate the 
short (1-3/4”) 8-wire cable into a one-wire, 2-wire and 
a 5-wire cable. To separate these wires, allow the 
sharp edges of your cutters to seat in the grooves be- 
tween them and then cut the wires apart at just one 
end. See Detail 4-1B. Be careful not to cut the insula- 
tion and expose the fine wires. 


i) At one end of the short (1-3/4") 8-wire cable, 
separate the red and orange wires. Also sepa- 
rate the yellow and green, and the gray and vio- 
let wires. 


Completely separate the brown and red 2-wire 
cable, the orange and yellow 2-wire cable, and 
the single gray wire from the other wires. Save 
this single wire and the 2-wire cables, and dis- 
card the three other wires. 


” 


NOTE: When you prepare the ends of the 5-1/2” long, 
8-wire cable, pull the wires apart for a length of 1". 
Then remove 1/4” of insulation from each wire, being 
careful not to cut the fine wires. Twist together the 
fine strands of each wire and melt a small amount of 
solder on them to hold them together. 

K ) Refer to Detail 4-1B and prepare the ends of the 

5-1/2" long 8-wire cable as shown. 


Similarly, prepare the ends of the 1-3/4” long 2- 
wire cables as shown in Detail 4-1B. 


V2 


pe 1( 2". 


i" 8-WIRE CABLE ar 


ad 


Detail 4-1B 
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NOTE: In the following steps, (NS) means not to sol- 
der because other wires will be added later. “S-" with 
a number, such as (S-3), means to solder the connec- 
tion. The number following the “S” tells how many 
wires are at the connection. Cut off any excess wire 
end after you solder a connection. 


Connect the wires at one end of the 5-1/2” long 8-wire 
cable to the printed side of the main circuit board as 
follows: 

od Brown wire into hole A (S-1). 


pk 


& Orange wire into hole C (S-1). 


Red wire into hole B (S-1). 


bo Yellow wire into hole D (S-1). 

<) Green wire into hole E (S-1). 

bq). Blue wire into hole F (S-1). 

ws) Violet wire into hole G (S-1). 

(9 Gray wire into hole H (S-1). 

NOTE: When you connect wires to the foil side (not 
the printed side) of the circuit board, as in the follow- 
ing steps, keep the insulation 1/8” above the board so 
you get a good solder connection. The circuit board 
hole callouts are on the printed side of the circuit 
board. 


Connect the wires at the free end of this cable to the 
foil side of the display circuit board as follows: 


(C) Brown wire into hole A (S-1). 
(x) Red wire into hole B (S-1). 
1] Orange wire into hole C (S-1). 
a) Yellow wire into hole D (S-1). 
K) Green wire into hole E (S-1). 
(A) Blue wire into hole F (S-1). 
Ww Violet wire into hole G (S-1). 


“A Gray wire into hole H (S-1). 
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Connect the wires at one end of the 1-3/4" long 2-wire 
cables to the printed side of the main circuit board as 
follows: 


(O Red wire into hole BB (S-1). 

Oa) Brown wire into hole BA (S-1). 
(54 Orange wire into hole BC (S-1). 
(a Yellow wire into hole BD (S-1). 


Connect the wires at the free ends of these cables to 
the foil side of the display circuit board as follows: 


6<) Brown wire into hole BA (S-1). 
oA Red wire into hole BB (S-1). 

OO Orange wire into hole BC (S-1). 
')_ Yellow wire into hole BD (S-1). 


A Set the gray wire aside until it is called for ina 
step, 

}<4) Mount 6-32 tapped spacers at locations J and K 
on the foil side of the main circuit board. Use 
6-32 x 1/4” hardware at each location. 


4) Similarly, mount a 6-32 tapped spacer at loca- 
tion L on the main circuit board. 


Refer to Pictorial 4-2 (Illustration Booklet, Page 5) for 
the following steps. 


KI Refer to Detail 4-2A and place the Styrofoam 
base on your work surface with the ribbed side 
down and the flat side up as shown. 


NOTE: In the following step, you will mark the loca- 
tion for several holes needed in the Styrofoam base. A 
template with these hole locations is included in this 
Manual (Illustration Booklet, Page 19). You may: 
1. Remove this template and use it to mark these 
locations; or 2. Determine the location for each hole 
by using the dimensions given on the template. 


OF Use one of the methods listed in the note above 
and mark the location for each of the seven 
holes required in the Styrofoam base. See Detail 
4-2A. Then usea straight pin to punch a hole all 
the way through the base at each of the seven 
locations. Finally, use a cutoff component lead 
or a small drill bit to enlarge each hole to ap- 
proximately 1/16”. 
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-13/16" 
1 2" 


Refer to Detail 4-2B, Part A and prepare the 
insulating paper as shown. Use a pair of scis- 
sors or a sharp knife. Save the unused piece 
of insulating paper for use later. 


Refer to Detail 4-2B, Part B for the following six steps. 


Ot Position the crystal oven base with the three 
larger holes as shown. 


i) Peel away the backing paper from the 1-1/4” x 
1-13/16” insulating paper. Then press the in- 
sulating paper onto the crystal oven base as 
shown. 


(PK Similarly, install the 1/2” x 1-13/16” insulating 
paper on the other side of the crystal oven base 
as shown. 


(K)_ Place a straight pin in the center of one of the 
larger holes in the crystal oven base and piercea 
small hole in the insulating paper. 


Similarly, use the straight pin to pierce a small 
hole at each of the two remaining locations. 


Use an awl or other pointed instrument to fully 
enlarge each of the three holes. 


z % 
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PART C 


INSULATING 


Detail 4-2B 


Refer to Detail 4-2B, Part C for the following five steps. 


da 
A 


Od 


Place the oscillator circuit board foil side up on 
your work surface as shown. 


Make sure every lead and lug on the foil side of 
the oscillator circuit board has been cut off as 
close as possible to the foil. 


Cut one 1/4” and two 3/8" lengths of foam gas- 
ket. Remove the backing paper from one side 
only of each length of foam gasket. Then press 
the gaskets onto the foil side of the oscillator 
circuit board at the locations shown. 


Be sure the three wires on the foil side of the 
oscillator circuit board are straight and perpen- 
dicular to the circuit board. 


Remove the paper backing from each of the 
three foam gaskets attached to the oscillator 
circuit board. Place the crystal oven base over 
the circuit board as shown in the Detail. Insert 
the three leads on the circuit board through the 
corresponding holes in the crystal oven base 
until the insulation on each wire protrudes 
through the respective holes in the oven base. 
Then press the circuit board onto the oven base. 
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Refer to Detail 4-2C for the following five steps. 


ra) R62: Bend both leads of the 20 k thermistor 
(#9-103) as shown in the Detail. Insert the 
thermistor leads into the two small holes in the 
thermistor holder and place the thermistor in 
the cavity in the holder, Then bend the leads 
outward slightly to hold the thermistor in place. 


WARNING: The thermal compound you will use in 
the following step helps transfer heat from the crystal 
oven assembly to the thermistor. The compound is 
not caustic, but make sure you do not get it into your 
eyes, ears, nose, mouth, or clothing. Always wash 
your hands after you use this compound. Keep this 
and all chemicals out of the reach of children. 


(4 Open the thermal compound container as 
shown in the inset drawing and squeeze 
enough thermal compound into the cavity of 
the thermistor holder to fill it completely. 


Va Save the remaining thermal compound for use 
later. 


Q ) Mount the thermistor holder on the crystal oven 
assembly as shown. Use 4-40 x 3/8” hardware. 


Connect the thermal breaker (#65-75) between 
feed-through terminals 1 (NS) and 5 (NS). Posi- 
tion the breaker as shown. 


NOTE: If any parts on the circuit board are too high to 
allow you to install the crystal oven assembly, in the 
next step, bend them over as necessary to provide 
clearance. 


YY R67: Position the crystal oven assembly over the 
crystal oven base as shown. Then secure the 
oven assembly to the oven base with four #2 x 
3/16" self-tapping screws. DO NOT overtighten 
the screws. 


Ou eA 


%, cncnes) 2 3 
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SELF-TAPPING — an. #65-75 
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BREAKER 


4-40 x 3/8" 
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Detail 4-2C 
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Refer to Detail 4-2D for the following three steps. 


( Position the Styrofoam base over the indicated 
area of the main circuit board. Insert the wires 
coming from holes BE, J, K, L, and N into the 
corresponding holes in the Styrofoam base as 
shown. 


Insert the three wires at the bottom of the crystal 
oven base into the corresponding holes in the 
Styrofoam base. Hold the Styrofoam base about 
1/4" above the circuit board with one hand 
while you insert the three wires in circuit board 
holes AF, AG, and AH. 


NOTE: Should it ever become necessary to remove the 
oscillator circuit board from the main circuit board, it 
will be ‘difficult to reinstall this circuit board if the 
wires that are soldered in the next step are cut too 
short. Therefore, leave each lead straight and cut off 
just enough to provide about 1/8” of extra lead length. 


) Carefully push the Styrofoam base against the 
circuit board and the crystal oven base against 
the Styrofoam base. Turn the main circuit board 
uver while you keep the oven and the base in 
place. Then solder the three leads to the foil. 


Heathkit 


NOTE: To insure that the thermistor will “sense” any 
changes in the crystal oven temperature, it is impor- 
tant that the thermistor make good contact with the 
metal cover of the oven. Therefore, carefully perform 
the following three steps. 


() 1. Push down on both thermistor leads so it 
touches the metal surface; then bend the leads 
toward the two center terminals of the crystal 
oven. 


v4 2. Connect one lead of the thermistor to feed- 
through terminal 2 (NS). Allow some slack in 
the lead so some adjustment can be made after 
soldering. 


YO 3. Similarly, connect the other lead of the ther- 
mistor to feed-through terminal 3 (NS). 


MAIN 
CIRCUIT BOARD 


Detail 4-2D 


Page 39 


Heathkif._ 


Connect the free end of each of the five white wires 
coming from holes BE, J, K, L, and N on the main cir- 
cuit board to the feed-through terminals in the crystal 
oven assembly as follows: 


0] Wire from hole BE to feed-through terminal 1 
(S-2). 


the Wire from hole J to feed-through terminal 5 (S- 
2). 


<) Wire from hole K to feed-through terminal 2 
(S-2). 


$<) Wire from hole L to feed-through terminal 3 
(S-2). 


YQ Wire from hole N to feed-through terminal 4 
(S-1). 


Pal Gently push each lead of the thermistor into the 
holder to ensure contact with the metal cover of 
the oven. 


Refer to Pictorial 4-3 (Illustration Booklet, Page 6) for 
the following steps. 


A Refer to Detail 4-3A and install the circuit board 
clip on the inside of the front panel at S. Posi- 
tion the clip as shown. Use two #2 x 3/16" flat 
head self-tapping screws, two #3 lockwashers, 


_ #2 x 3/16" FLAT HEAD 
Detail 4-3A —SELF-TAPPING SCREW 


a) 


x 
a 


Y 


and the piece of insulating paper you saved 
from an earlier step. Trim the insulating paper 
so that it does not cover the mounting holes. DO 
NOT overtighten the screws. 


Locate the window and remove the protective 
film. 


Place the window against the front panel. 


Mount a nylon bearing in the window and front 
panel at SW2. 


Similarly, mount the other nylon bearing at 
Sws. 


Refer to inset drawing #1 and prepare three 
short 3/8” solder lugs as shown. Use long-nose 
pliers. You will be using two of these solder 
lugs in the next two steps. Set the remaining 
solder lug aside until it is called for in a step. 


J2: Mount a BNC connector at J2. Use the 
hardware supplied with the connector and a 
prepared 3/8” solder lug. Position the solder lug 
as shown in the Pictorial. 


J1: Similarly, mount another BNC connector at 
yi. 


Position the front panel and the main circuit 
board as shown in the Pictorial. 


Insert the switch shafts into front panel holes 
SW2 and SW3 respectively. Then push the front 
end of the circuit board into the circuit board 
clip mounted on the inside of the front panel. 


SW4: Mount the STBY/ON switch at SW4. Use 
3/8” hardware. Position the switch as shown in 
the Pictorial. 


R9/SW1: Mount the 200 2 control with switch 
at R9/SW1. Use a 3/8” hardware. Position the 
control with switch as shown in the Pictorial. 


Place a soft cloth on your work surface to pre- 
vent the bezel from becoming scratched in the 
following steps. 


Position the bezel into place over the window 
and secure it at T, U, and V with 6-32 x 3/8" flat 
head hardware. 


vas Refer to inset drawing #2 on Pictorial 4-3 and 


install the ground clip at X as shown. Use 6-32 
x 3/8” flat head hardware. 
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Refer to Pictorial 4-4 (Illustration Booklet, Page 7) for 
the following steps. 


WL Solder the remaining lugs of switches SW2 and 
SW3 to the foil. 


Refer to inset drawing #2 on Pictorial 4-4 and 
solder the free end of the solder lug on switch 
shaft SW2 to the foil on the printed side of the 
main circuit board. 


Ot Cut each lead of the .15 «F polycarbonate 
capacitor to 1/2". 

IMPORTANT: To ensure that your completed fre- 
quency counter operates properly over its entire fre- 
quency range, it is very important that you keep the 
length of each lead and wire in the following steps as 
short as possible. After you install each component or 
wire, cut off any excess length on both ends. 

A) C1: Connect the .15 uF polycarbonate capacitor 
from the main circuit board hole AB (S-1) to the 
center lug of BNC connector J1 (S-1). Wrap the 
end of the lead around the lug as shown in inset 
drawing #1 before you solder the connection. 


KL 


fr 


Cut each lead of the 15 © (brn-grn-blk) resistor 
to 3/4”. 


R30/FB1; Slide the ferrite bead onto one lead of 
the 15 © resistor. Connect this lead to main 
circuit board hole AD (S-1). Wrap the end of the 
other resistor lead around the center lug of BNC 
connector J2 before you solder the connection. 


Connect the following lengths of bare wire from the 
main circuit board to the front panel assembly as 
follows: 


as 
Xs 
6 


3/4” wire from hole AC (S-1) to the solder lug at 
BNC connector J1 (S-1). 


3/4" wire from hole AE (S-1) to the solder lug at 
BNC connector J2 (S-1). 


Connect a 3/4” bare wire from switch SW1 lug 1 
(NS) to lug 2 (S-1). 


Locate the 1-3/4” gray wire that you set aside 
earlier. Then remove 1/4” of insulation from 
each end and prepare the ends. 


a 


ancnes) 2 3 


Heathkit 


oe Connect the prepared 1-3/4" gray wire, from 
control R9 lug 2 (S-1) to SW1 lug 4 (S-1). 


a Cut a 9" length of 8-wire cable. 


$j At one end of this cable, separate the wires 
between the red and orange leads. Also, sepa- 


rate them between the blue and violet wires. 


Completely separate the gray and violet 2-wire 
cable from the other wires. Set this 2-wire cable 
aside temporarily. 


In the same manner, separate the blue, green, 
yellow, and orange 4-wire cable from the other 
wires. Set this 4-wire cable aside and discard 
the red and brown wires. 


Refer to Detail 4-4A, Part A and prepare the 
ends of the 2-wire cable as shown. 
1" 
| + 1/4" 


al 


9". 
PART A 
2-WIRE CABLE 


4-1/2" 
sy PART B ye" 
1/4" 1/4" 
-WIR A 
oeakele 4-WIRE CABLE | 
YEL' 
GRN 
“O 


=e oO” c ai 
3/16". 10 Or 4/4" 


RED 


YEL 
SHORT 3-WIRE CABLE 


* 
1/2" PART D 
ee LONG 3-WIRE CABLE V4| fe 
RED’ ls 
—- 


a 
Jjpee 
ye" 
3-12" 


YEL: 
Detail 4-4A 
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Connect end A of the 9" long, 2-wire cable to 
STBY/ON switch SW4 as follows: 


ve Violet wire to lug 1 (S-1). 
Gray wire to lug 2 (S-1). 


Connect the wires at end B of this cable to the foil side 
of the main circuit board as follows: 


(<)_ Violet wire into hole AJ (S-1). 

7) Gray wire into hole AK (S-1). 

OF Cut a 4-1/2" length of the 4-wire cable you set 
aside earlier. Discard the other length of this 


cable. 


Ww Refer to Detail 4-4A, Part B and prepare the ends 
of the 4-wire cable as shown. 


Connect end A of this cable to the 200 0 control with 
switch (R9/SW1) as follows: 


(Q_ Blue wire to control R9 lug 3 (S-1). 

(XQ Yellow wire to control R9 lug 1 (S-1). 
()_ Green wire to switch SW1 lug 1 (S-2). 
(sa Orange wire to switch SW1 lug 3 (S-1). 


Connect the wires at end B of this cable to the foil side 
of the main circuit board as follows: 


(x) Blue wire into hole U (S-1). 
(Green wire into hole X (S-1). 
Yellow wire into hole Y (S-1). 


Orange wire into hole Z (S-1). 


At one end of this cable, separate the wires 
between the brown and red leads. Also, sepa- 
rate them between the yellow and green wires. 


Va Cut a 14” length of 8-wire cable. 
K 


oc Completely separate the brown wire from the 
other wires. Discard this wire. 
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(vy) Completely separate the red, orange, and yel- 
« low 3-wire cable from the green, blue, violet, 
and gray 4-wire cable. Save both of these cables. 


6 Cut the 14” long 3-wire cable into a 5” and a 9” 
length. 


(<1) Refer to Detail 4-4A, Part Cand prepare the ends 
of the 5” long 3-wire cable as shown. 


() Refer to Detail 4-4B and install a small spring 
connector on each wire at end A of this cable. 


Refer to Detail 4-4B and push the spring con- 
nectors on this 3-wire cable into a 3-hole con- 
nector shell. Be sure the connector shell is 
positioned with its slots up. Push on the cable 
until the locking tabs on the spring connectors 
snap into place. 


Connect the wires at end B of this cable to the foil side 
of the main circuit board as follows: 


0) Yellow wire into hole P (S-1). 
(9 Orange wire into hole Q (S-1). 
(sd Red wire into hole R (S-1). 


ya Refer to Detail 4-4A, Part D and prepare the ends 
of the 9” long, 3-wire cable as shown. 


DO NOT ALLOW 


OLDER HERE 
Son ig BEND OVER 
AND 


SOLDER 


3/16" 


SLOTS 


Detail 4-4B 
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DO NOT ALLOW 


DER HERE 
SOUBE . BEND OVER 
AND 
SOLDER 


a 3-HOLE 


CONNECTOR 
SHELL 


LOCKING 


TAB YEL 


Detail 4-4B (Repeat) 


Refer to Detail 4-4B and install a small spring 
connector on each wire at end A of this cable. 


Refer to Detail 4-4B and push the spring con- 
nectors on this 3-wire cable into the remaining 
3-hole connector shell. Be sure the connector 
shell is positioned with its slots up. Push on the 
cable until the locking tabs on the spring con- 
nectors snap into place. 


Connect the wires at end B of this cable to the foil side 
of the main circuit board as follows: 


C9 Yellow wire into hole S (S-1). 
a) Orange wire into hole T (S-1). 


te Red wire into hole AA (S-1). 


|, #6 LOCKWASHER 
5 6-32 TAPPED 
SPACER 


Detail 4-4C 
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( Refer to Detail 4-4C and mount a 6-32 tapped 
spacer at R on the foil side of the main circuit 
board. Use 6-32 x 1/4” hardware. 


Set the circuit board assembly aside temporarily. 


Refer to Pictorial 4-5 (Illustration Booklet, Page 8) for 
the following steps. 


( Place a soft cloth on your work surface to pre- 
vent the chassis from becoming scratched in the 
following steps. 


77632 x 3/8" 


BLACK 
PHILLIPS HEAD 
SCREW 


#6 SOLDER LUG 


Detail 4-5A 
Refer to Detail 4-5A and install a #6 solder lug 
at A. Use 6-32 x 3/8" black phillips head 
hardware. Position the solder lug as shown in 
the Pictorial. 


Similarly, install another #6 solder lug at F. 
Position the solder lug as shown in the Picto- 
rial. 


PF J3: Refer to Detail 4-5B and mount a BNC con- 

nector at J3. Use the hardware supplied with the 
connector and a prepared 3/8" solder lug. Posi- 
tion the solder lug as shown in the Pictorial. 


BEND OUT 
s— 


LOCKWASHER 
SHORT 3/8" Detail 4- 
© SOLDER LUG etail 4-5B 
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6-32 x 3/8" 
BLACK 
PHILLIPS HEAD 


SCREW 


BEND BOTH 
LUGS DOWN 


Detail 4-5C 


SW5: Refer to Detail 4-5C and bend both lugs of 
the slide switch down as shown. Then mount 
the switch at SW5. Use two 6-32 x 3/8” black 
phillips head screws. Position the switch as 
shown in the Pictorial. 


) Refer to Detail 4-5D and mount a terminal strip 
at H. Use 6-32 x 3/8” black phillips head 
hardware. Position the terminal strip as shown 
in the Pictorial. 


6-32 NUTS 


#6 Lockwasnengly 


Taeaee Detail 4-5D 
PHILLIPS HEAD 
SCREW 


A 


#6 EXTERNAL 
TOOTH LOCKWASHER 
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6-32 aid 

#6 LOCKWASHERG ISD 

S<J a 
IN ES 


FUSE BLOCK 


PHILLIPS HEAD 


SCREW Detail 4-5E 


a Refer to Detail 4-5E and mount a fuse block at 

F1. Use 6-32 x 3/8” black phillips head 
hardware. Position the fuse block as shown in 
the Pictorial. 


oe Refer to Detail 4-5F and mount a 6-32 tapped 
spacer at G. Use 6-32 x 3/8" black phillips head 
hardware. 


Se) 


6-32 TAPPED 
SPACER 


@> LOCKWASHER 


6-32 x 3/8" 
BLACK 
PHILLIPS HEAD 


SCREW 


Detail 4-5F 
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Detail 4-5G 


Refer to Detail 4-5G and carefully remove the 
outer insulation from the end of the line cord 
opposite the plug as shown. 


Again refer to Detail 4-5G and prepare this end 
of the line cord as shown. 


Refer to Detail 4-5H, Part 1 and install the 
strain relief and line cord at chassis hole B 
as shown. 


Detail 4-5H 


(incwes) 2 3 


C) 


y 


fp 
Lo 
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Refer to Detail 4-5H, Part 2 and route the pre- 
pared end of the line cord back through the side 
hole in the strain relief and pull the cord tight. 
Then push the shoulder of the strain relief into 
chassis hole B. Secure the strain relief with a #6 
x 5/8” black self-tapping screw at hole C. 


U42: Refer to Detail 4-5) and apply a thin layer 
of thermal compound on the bare metal surface 
of a 7805 integrated circuit (#442-54). Then 
mount the IC at U42. Use 6-32 x 3/8" black 
phillips head hardware. Position the IC as 
shown in the Pictorial. Then use a pencil or 
marker pen and write "U42” next to the IC on 
top of the chassis. 


U43: In the same manner, mount another 7805 
IC (#442-54) at U43. Position the IC as shown in 
the Pictorial. Write ““‘U43” next to the IC on top 
of the chassis. 


Discard the remaining thermal compound. 


WASH YOUR HANDS. 


@ 0-22 wut 


eat LOCKWASHER 


APPLY 
THERMAL 
COMPOUN 


INSIDE OF . 
CHASSIS -32 x 3/8 
BLACK 


PHILLIPS HEAD 
SCREW 
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Turn the chassis over as shown in Detail 4-5K. >) 


CAUTION: Do NOT overtighten the screws when you 
install the feet in the following steps or you will strip 
out the chassis holes. (pn 


a Refer to Detail 4-5K and mount the left front foot 
at location N on the bottom of the chassis with ) 
#6 x 1/2" self-tapping screws. Position the foot 
as shown. 


i Fit one end of the bail into the left front foot. 


Detail 4-5K 
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Refer to Detail 4-5K and mount the right front 
foot onto the free end of the bail and onto the 
bottom of the chassis at location P. 


Mount rear feet at locations D and E with #6 x 
1/2" self-tapping screws. 


Turn the chassis over and place a #6 
lockwasher on the screw at location D on the 
chassis. See the inset drawing on Pictorial 4-5. 
Then mount a 6-32 tapped spacer onto the 
screw as shown. 


#6x 1/2" 
SELF-TAPPING 
SCREW 


Page 46 


1/8" 
¥6 LARGE 

RIMP AROUND SPRING 

CANIRE AFTER CONNECTOR 


Ss. 
SOUO ER Ey DO NOT ALLOW 


SOLDER TO FLOW 
IN THIS AREA 
CRIMP 
AND 
SOLDER 


6-HOLE 
CONNECTOR 
SHELL 


RED RED-YEL 


Detail 4-5L 


eS Locate the power transformer, the 6-hole con- 
nector shell and six large spring connectors. 


(4) At the free end of the two red, two blue, 
blue/yellow, and red/yellow transformer wires, 
cut the exposed bared end of each wire to 1/8” as 
shown in Detail 4-5L. 


am Refer to Detail 4-5L and install a large spring 
connector on each of these six transformer 
wires. 


NOTE: The 6-hole connector shell may be marked 
with small numbers. Ignore these numbers in the next 
step. 


Refer to Detail 4-5L and push the spring connec- 
tors on these six transformer wires into the 
6-hole connector shell as shown. Be sure the 
connector shell is positioned with its slots up 
Push on each wire until the locking tab on the 
spring connector snaps into place. 


Remove any excess varnish from the bottom of 
each of the two power transformer feet. 


‘a Refer to Detail 4-5N and mount the transformer 
bracket to the chassis at the location shown. Use 
6-32 x 3/8” black phillips head hardware at 
each mounting hole. DO NOT tighten the 
hardware yet. 


1 ancnes) 2 3 
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@& 8-32 nut 


TRANSFORMER 
BRACKET 


6-32 x 3/8" 
BLACK PHILLIPS 
HEAD SCREW 


REMOVE EXCESS 
VARNISH 


$4 8-32 x 3/8" 
#3) BLACK 
SCREW 


Detail 4-5N & 


if T1: Again refer to Detail 4-5N and mount the 

power transformer at location T1 on the chassis 
with 8-32 x 3/8" black hardware. Position the 
transformer as shown in the Pictorial. 


te Tighten all hardware to secure the transformer 
bracket to the chassis. 


Refer to Pictorial 4-6 (Illustration Booklet, Page 9) for 
the following steps. 


A 


(\)_ Refer to Detail 4-6A, Part A and prepare the 
ends of the 4-wire cable as shown. 


Cut a 3-1/2" length of the 4-wire cable you set 
aside earlier. Discard the longer length of this 
cable. 


WN Refer to Detail 4-6A, Part B and install a small 
spring connector on each wire at end A of this 
cable. 
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4-WIRE CABLE 
[t-——————3- 1/2" —_____-} 


SPRING 
CONNECTOR 


POLARIZING 
Le 5-HOLE 
aA CONNECTOR SHELL 


Detail 4-6A 


OF Refer to Detail 4-6A, Part C and push the spring 
connectors on this 4-wire cable into the 5-hole 
connector shell. Be sure the connector shell is 
positioned with its slots up. Push on the cable 
until the locking tahs on the spring connectors 
snap into place. NOTE: Do NOT install a con- 
nector into hole 4 of the connector shell. 


) Refer to Detail 4-6A, Part C and install a polariz- 
ing plug into hole 4 of the connector shell. 
Connect the wires at the free end of the 4-wire cable as 
follows: 


¢ Blue wire to the solder lug at BNC connector J3 
(S-1). 


Page 47 


(7x Violet wire to the center lug of BNC connector 
J3 lug 1 (S-1). 


(AL Gray wire to switch SWs lug 2 (S-1). 


vg) Green wire to switch SW5 lug 1 (S-1). 


NOTE: Refer to the inset drawing on the Pictorial 
when you are instructed to “make a mechanically 
secure connection.” 


Connect the line cord leads as follows: 


vee Black lead to fuse block F1 lug 1 (S-1). Make a 


mechanically secure connection. 


Vas White lead to terminal strip H lug 2 (NS). Make 
a mechanically secure connection. 


oD Green lead to solder lug A (S-1), Make a 
mechanically secure connection. 


Connect the free end of each of the remaining four 
transformer leads to terminal strip H as follows: 


(/) Black lead to lug 2 (NS). Make a mechanically 
secure connection. 


Black/red lead to lug 1 (NS). Make a mechani- 
cally secure connection. 


tc 


NOTE: Terminal strip H lug 3 will not be used. 


OO Black/green lead to lug 5 (NS). Make a mechan- 
ically secure connection. 


dl Black/yellow lead to lug 4 (NS). Make a 
mechanically secure connection. 


Ot Cut both leads of the round .01 4F ceramic 
f capacitor to 1/2”. 


JA. C35: Connect the prepared .01 yF capacitor 
from terminal strip H lug 1 (NS) to lug 2 (NS). 
Make mechanically secure connetions. 


Prepare a 3” black wire. Then connect the wire 
from fuse block F1 lug 2 (S-1) to terminal strip H 
lug 1 (NS). Make mechanically secure connec- 
tions. 


5a) 
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ALTERNATE LINE VOLTAGE WIRING 
240 VAC WIRING 
NOTE: Two different sets of wiring instructions are 
given in the following steps. One set of instructions is 
for 120 VAC line voltage (most often used in the 
U.S.A.), and the other is for 240 VAC line voltage. 
USE ONLY THE INSTRUCTIONS THAT AGREE 
WITH THE LINE VOLTAGE IN YOUR AREA. 


120 VAC WIRING 


Detail 4-6C 


Refer to Detail 4-6C for the following steps. 


J 


Prepare a 1-1/2" black wire. Then connect the 
wire from terminal strip H lug 4 (S-2) to lug 5 
(S-2). Make mechanically secure connections. 


Solder the wires connected to terminal strip H 
lug 1 (S-3) and lug 2 (S-3). 


Detail 4-6B 


Write “1/4-ampere, slow-blow” in the blanks 
on the fuse label. 


Refer to Detail 4-6B for the following steps. 


Carefully peel the backing from the fuse label. 
Then press the label onto the chassis as shown 


ME) Prepare two 2-1/4" black wires. in Pictorial 4-6. 


(/) Connect a 2-1/4" black wire from terminal strip 
H lug 2 (S-4) to lug 5 (S-2). Make mechanically 
secure connections. 


NOTE: The plug on the line cord in this kit is for 
standard 120 VAC outlets. For 240 VAC operation in 
the U.S.A., cut off the plug and replace it with a 
permanent plug that matches your 240 VAC recepta- 
cle. Be sure your power connection conforms with 
section 210-21 (b) of the National Electric Code, 
which reads in part: 


a] Connect a 2-1/4” black wire from terminal strip 
H lug 1 (S-4) to lug 4 (S-2). Make mechanically 
secure connections. 


“Receptacles connected to circuits having dif- 
ferent voltages, frequencies, or types of current 
(AC or DC) on the same premises shall be of such 
design that attachment plugs used on such cir- 
cuits are not interchangeable.” 


+p Write ‘‘1/2-ampere, slow-blow” in the blanks 
on the fuse label. 


ve ) Carefully peel the backing paper from the fuse 
label. Then press the label onto the chassis as 
shown in Pictorial 4-6. 


When you install a new plug, make sure it is con- 
nected according to your local electrical code. Keep 
in mind that the green line cord wire is connected to 
the chassis of the Frequency Counter. 


se 
Heathkit 
GENERAL ASSEMBLY AND WIRING, Cont’d 


( ) Refer to Detail 4-6D, Part A and cut a 3/8” x 1/4” 
slot in each end of a 1-1/2" length of clear sleev- 
ing. This prepared length of sleeving will be 
used in the next step. 


NOTE: In the next step, if you wired your Frequency 
Counter for 120 VAC, use the 1/2-ampere, slow-blow 
fuse supplied. If you wired your unit for 240 VAC, use 
a 1/4-ampere, slow-blow fuse (not supplied). 


(_) Fi: Refer to Detail 4-6D, Part B and push one 
end of the fuse into either fuse block clamp. 
Slide the prepared 1-1/2" length of sleeving 
over the free end of the fuse; then push this end 
of the fuse into the other fuse block clamp as 
shown in Detail 4-6D, Part C. 


oxNwy *% 1 (INCHES) 2 3 


Page 49 


re "eC 3 


FUSE 


PART C 


Detail 4-6D 
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PLUG 
BUTTON 6-32x 1/4" SCREW 


CRYSTAL OVEN BRACKET. | 


STYROFOAM 
COVER 


STYROFOAM 
BASE 


\ 


8. 


N\ 


&, 3/8 wy 
52K ag r 
BLACK IS 
PHILLIPS HEAD 
SCREW 


PICTORIAL 4-7 
Refer to Pictorial 4-7 for the following steps. « Position the 4-wire cable and the transformer 
leads with connector as shown. Then slowly 
(@) Position the main circuit board two or three lower the circuit board onto the chassis. Be sure 
inches above the chassis. the screws that mount the front feet pass 
through the corresponding holes in the front 
(a Locate the 3-wire cable connected to holes P, Q, panel. 


and R on the main circuit board. Push the con- 

nector shell onto the pins of integrated circuit CA) Secure the main circuit board to the chassis 
U42. Be sure the slots in the connector shell are with four 6-32 x 3/8” black phillips head screws 
up as shown. See the inset drawing on Pictorial at location J, K, L, and R. 

4-7. 


Or Secure the chassis to the front panel with three 
6-32 x 3/8” black phillips head screws at AA, 
AB, and AC. 


ral In the same manner, push the remaining 3-hole 
connector shell onto the pins of integrated cir- 
cuit U43. 


Heathkit 
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Heathkit digital frequency counter IM:2420 


are 


soem = a 
‘ mn ‘on 
Shade @e, 6 6 
56-32 x 1/8" 
SSETSCREW 


Detail 4-7A 


?, Cut a 2” length of braid. 
Connect one end of the 2" braid to the solder lug 
at F on the chassis, Use the upper hole of the 
solder lug. 

ae Cut a 1-1/2” length of sleeving. 

(_) Slide the prepared sleeving over the 2” braid. 


Solder the free end of the 2" braid to the ground 
foil area indicated in the Pictorial. 


‘a Place the Styrofoam cover over the Styrofoam 
base as shown in the Pictorial. Secure the cover 
to the base with the crystal oven bracket and a 
6-32 x 1/4” screw at G. 


YW Install the plug button in the hole in the 
Styrofoam caver. 


Refer to Detail 4-7A for the following eight steps. 


ho Start a 6-32 x 1/8” setscrew in each of the four 
knobs. Use the allen wrench supplied with this 
kit. 


cncnes) 2 3 


O 8 4 (em 2 3 4 5 ° 7 e 


K ) Place large knobs on the shafts of switches SW2 
and SW3. 


(H Place small knobs on the shafts of control/ 
switch R9/SW1 and switch SW4. 


( 0 Temporarily tighten the setscrew in each of the 
four knobs. 


( Turn the shaft of control/switch R9/SW1 
clockwise until you hear a “‘click.”” 


(46 Turn the shafts of switches SW2, SW3, and SW4 
fully counterclockwise. 


( Pk Loosen the setscrew in each of the four knobs. 


(7) Line up the white pointer on each knob as indi- 
cated by the arrows on Detail 4-7A. Fasten the 
setscrews but do not overtighten them. 


This completes the Step-by-Step Assembly of your 
Frequency Counter. Carefully inspect all connections 
for loose wires or unsoldered connections. Then pro- 
ceed to the “Initial Tests.” 
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INITIAL TESTS 


PRIMARY WIRING TESTS If you do not have an ohmmeter, carefully check the 


Fe . line cord, fuse block, switch SW4, and transformer 
A wiring error in the primary wiring circuit (line wiring against that shown in Pictorial 4-6, and in 
cord, fuse block, etc.) of your kit could cause you to —_ Detail 4-6B or Detail 4-6C on Page 48. Make sure there 


receive a severe electrical shock. These ‘Primary Wir- are no fine strands of wire touching adjacent termi- 
ing Tests” will help you eliminate any such wiring nals or the chassis. Then proceed to ‘Secondary Vol- 
errors that may exist. tage Checks.” If you do not have a voltmeter, proceed 


to “IC Installation and Tests” on Page 54. 
) Be sure the line cord plug is disconnected from 
the AC outlet. 

If you have an ohmmeter, refer to Pictorial 5-1 (Ilust- 
ration Booklet, Page 10) and perform the following 
resistance measurements. NOTE: You will be in- 
structed to connect one of the ohmmeter leads to 
ground. This can be the chassis or any metal part 
mounted on it. 


( ) Place the ohmmeter in the R x 10 position. 


METER CONNECTIONS 
METER POSSIBLE CAUSE 


Either flat Ground INFINITE A. Terminal strip H wiring, 
prong of the 1 

line cord 

plug. 


Other flat INFINITE Terminal strip H wiring. 

prong of the 1 

line cord 

plug. 

Round prong | Ground . Green lead of the 

of the line line cord not 

cord plug. Properly connected 
at solder lug A. 
See Pictorial 4-6. 


Place the ohmmeter in the R x 1 position. 
Either flat Other flat Approximately 13 2 . Terminal strip H wiring. 
prong. prong. for 120 wiring and 4 
52 2 for 240 VAC wiring 


This completes the “Primary Wiring Tests.” If all tests were satisfactory, proceed to ‘‘Secondary Voltage 
Checks.” If any of the tests were not correct, you must make the corrections necessary to obtain the correct 
readings before you continue. 
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SECONDARY VOLTAGE CHECKS 


WARNING: When the line cord plug is connected to an AC outlet, line voltage is present 
in the area indicated in Pictorial 5-1 (Illustration Booklet, Page 10). Be careful that you 
do not contact this voltage or an electrical shock will result. 

NOTE: If you do not obtain the proper results in any of the following tests, disconnect the 
line cord plug from the AC outlet. Then proceed to the “In Case of Difficulty” section of 
this Manual. 

(s Place the POWER switch in the STBY position if this has not already been done. 
( ) Connect the line cord plug to an AC outlet. 


(_) Set your voltmeter to measure 50 VAC. Then refer to Pictorial 5-1 and perform the 
voltage measurements in the chart below. 


METER CONNECTIONS 
POSSIBLE CAUSE 
EITHER LEAD OF TROUBLE 


1, Transformer socket, | Transformer socket, | 32 vac =20% See “In Case of Difficulty.” 
hole 1. hole 
tanstormer socket, | Transformer socket, See "In Case of Difficulty.” 
eee leona 


A Disconnect the line cord plug from the AC outlet. 


~(() Connect the transformer socket to plug P11 (slots in the socket toward the front of 
the chassis). 


(%)_ Connect the rear panel socket to plug P2 (slots in the socket toward the rear of the 
chassis). 
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IC INSTALLATION AND TESTS 


A) If it has not already been done, set the switches 
as shown in Pictorial 5-2 (Illustration Booklet, 
Page 11). 


POWER — STBY 

TRIGGER — PRESET 

MODE — FREQ A. 

RANGE — ,S*MHz (fully counterclockwise) 
10 MHz TIME BASE — INT 


Refer to Pictorial 5-2 for the following steps. 
NOTES: 


1. Make sure you do not short any adjacent termi- 
nals or foils when you make tests or voltage 
measurements. If a probe or test lead slips, for 
example, and shorts together two adjacent con- 
nections, it is very likely to damage one or more 
of the transistors, diodes, or IC’s. 


2. Be especially careful when you test any circuit 
that contains an IC or a transistor. Although 
these components have an almost unlimited life 
when used properly, they are much more vul- 
nerable to damage from excess voltage and cur- 
rent than many other parts. 


3. Donotremove any components while the unit is 
turned on. 


4. Use a voltmeter with a high input impedance 
when you measure voltages. 


( ) Connect the voltmeter’s common lead to the 
chassis. 


( ) Set your voltmeter to measure +1.5 volts DC. 


CAUTION: Integrated Circuits (IC’s) are complex 
electronic devices that perform many complicated 
functions in the circuit. These devices can be dam- 
aged during installation. Read all of the following 
information before you install them. 


The pins on the IC’s are bent out atan angle, sothey do 
not line up with the holes in the IC socket. Do NOT try 
to install an IC without first bending the pins as de- 
scribed below. To do so may damage the IC pins or the 
socket, causing intermittent contact. 


Heathkit 


IC LEADS 


Before you install an IC, lay it down on its side as 
shown below and very carefully roll it toward the pins 
to bend the lower pins into line. Then turn the IC over 
and bend the pins on the other side in the same man- 
ner. 


Make sure that the pin 1 end of the IC is positioned 
over the index mark on the circuit board. Refer to the 
inset drawing on Pictorial 5-2. Also, make sure that all 
of the pins are started into the socket. Then press the 
IC firmly into the socket. NOTE: An IC pin can be- 
come bent under the IC and it will appear as though it 
is correctly installed in the socket. 


NOTE: An IC lifter has been furnished so you can 
remove a dual-in-line IC from its socket if this should 
be necessary. 


Push the shorter end of the lifter in between the IC and 
the socket and rock the longer portion back and forth, 
Be very careful, as the IC pins are very easily bent. 


Heathkit 
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Use an ohmmeter to perform the following steps. If you do not obtain the approximate 
readings indicated in the chart, turn the unit off and correct the difficulty before you 


proceed. 


This completes oven circuit tests. 


) U38: Install an MC1458 IC (#442-21) at U38. 


) Connect the transformer socket to plug P1 (slots 
in the socket toward the front of the chassis), if 
this has not already been done. 


) Connect the rear panel socket to plug Pz (slots 
in the socket toward the rear of the chassis), if 
this has not already been done. 


WARNING: Wher the line cord plug is connected to 
an AC outlet, line voltage is present in the area indi- 
cated in Pictorial 5-1. Be careful that you do not 
contact this voltage or an electric shock will result. 


( 
( 


) Connect the line cord plug to an AC outlet. 


) Measure the voltage at the collector (C) or the 
metal tab of transistor Q10. It should be +.2 to 
+1.0 volts DC. 


NEGATIVE (—) LEAD | POSITIVE (+) LEAD 


Collector of Q10. 


RANGE | METER INDICATION 


x10k Approximately 
39 kQ. 

10k Approximately 
60 kO to 150 ka. 


Rise from 0 2 to 
infinity (%) in 
approximately 10 
seconds. 


Approximately 
3200 2. 
Approximately 
5400 0 


NOTE: The displays, gate, and overrange indicators 
should not be lit at this time. 


( ) Set your voltmeter to measure +15 volts DC. 


( 


) 


Continue to monitor the voltage at the collector 
(C) of transistor Q10. After approximately 5 to 
10 minutes, this voltage should slowly increase 
to above +6 volts DC. NOTE: This verifies that 
the control circuitry of the crysta! oscillator 
oven is operating properly, and that the oven 
has reached its correct operating temperature 
(approximately +75°C). 


Place the POWER switch in the ON position. 
One decimal point should light. Also, the over- 
flow (OVER) indicator should be lit. 
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Verify the presence of the indicated voltages at the 
following IC pins: 


( 
( 


) 
) 


U38, pin 8: +12 volts DC. 
U38, pin 4: —12 volts DC. 
U1, pin 1: +5 volts DC. 

U26, pin 16: +5 volts DC. 


Disconnect the line cord plug from the AC out- 
let. 


U6: Install a 74LS04 IC (#443-755) at U6. 
U7: Install a 74S00 IC (#443-26) at U7. 
UB: Install a 7450 IC (#443-15) at U8. 


U9: Install a 74LS390 IC (#443-921) at U9. 


U11: Install a 74LS390 IC (#443-921) at U11. 
U12: Install a 74LS90 IC (#443-813) at U12. 
U13: Install a 74LS90 IC (#443-813) at U13. 
U14: Install a 74LS90 IC (#443-813) at U14. 
U15: Install a 74LS90 IC (#443-813) at U15. 
U16: Install a 7454 IC (#443-936) at U16. 
U17: Install a 7454 IC (#443-936) at U17. 
U18: Install a 7476 IC (#443-16) at U18. 
U19: Install a 96L02 IC (#443-727) at U19. 
Connect the line cord plug to an AC outlet. 


Be sure the POWER switch is in the ON posi- 
tion. 


With the MODE switch in the FREQ A position, 
observe the GATE indicator as you turn the 
RANGE switch clockwise through its ranges. In 
the first two positions, the indicator should be 
flashing on and off. In the next to the last posi- 
tion, the indicator should light once every sec- 
ond. In the last position, the indicator should 
turn off once every 10 seconds. 


ancnes) = 2 3 
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Disconnect the line cord plug from the AC out- 
let. 


U1: Install a 10216 IC (#443-723) at U1. 

U2: Install an SL952 IC (#442-698) at U2. 
U3: Install an SP8685B IC (#443-937) at U3. 
U4: Install a 74S00 IC (#443-26) at U4. 

Us: Install a 74S02 IC (#443-896) at U5. 
U21: Install a 74LS390 IC (#443-921) at U21. 
U22: Install a 74LS390 IC (#443-921) at U22. 
U23: Install a 74LS390 IC (#443-921) at U23. 


U24: Install a 74LS90 IC (#443-813) at U24. 


U25: Install a 74196 IC (#443-628) at U25. 
U26: Install a 9368 IC (#443-694) at U26. 
U27: Install a 9368 IC (#443-694) at U27. 
U28: Install a 9368 IC (#443-694) at U28. 


U29: Install a 9368 IC (#443-694) at U29. 


U31: Install a 9368 IC (#443-694) at U31. 
U32: Install a 9368 IC (#443-694) at U32. 
U33: Install a 9368 IC (#443-694) at U33. 
U34: Install a 9368 IC (#443-694) at U34. 
U35: Install a 74LS75 IC (#443-781) at U35. 
U36: Install a 74LS32 IC (#443-875) at U36. 


U37: Install a 74LS32 IC (#443-875) at U37. 


Connect the line cord plug to the AC outlet. 
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For each of the four positions of the MODE 
switch, rotate the RANGE switch through its 
ranges while you observe the display. The 
numbers in the following chart indicate the 
number of zeros (‘‘0’s”’), or other numbers, ap- 
pearing to the right of the decimal point in the 
display. 


RANGE SWITCH POSITION 


uS+MHz — kHz- mS 


MODE 
SWITCH 
POSITION 


Indicates the number of zeros ("0's"), or other num- 
bers, appearing to the right of the decimal point in the 
display. 


Disconnect the line cord plug from the AC out- 
let. 


Prepare the ends of the remaining large white 
wire. 


Connect one end of the prepared white wire to 
the center pin of BNC connector J3. Connect the 
other end to the center pin of BNC connector J1 
(INPUT A). 
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() Set the front panel switches as follows: 


POWER — ON. 

TRIGGER — PRESET. 

MODE — PERIOD. 

RANGE — kHz « mS (fully clockwise). 
10 MHZ TIME BASE — INT 


(_ ) Connect the line cord plug to an AC outlet. 


(_) Observe the display for each position of the 


MODE switch. Make sure you have the condi- 
tions in the following chart. NOTE: Wait 10 
seconds to permit the display to update be- 
tween each reading. 


MODE SWITCH 
POSITION 


PERIOD 


FREQ A 
FREQ B 


RATIO 


) Disconnect the line cord plug from the AC out- 
let. 


) Disconnect the white wire. 


This completes the Initial Tests. Proceed to the 
“Calibration” section. 
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CALIBRATION 


Your Counter is an accurate, laboratory-grade unit. 
When and how you calibrate the Counter have the 
greatest effect on its accuracy. 


WHEN TO CALIBRATE 


You may calibrate your Counter immediately after 
you finish the “Initial Tests.” However, the crystal 
that controls the oscillator will age (shift frequency)* 
as time passes, thus shifting the oscillator’s frequency 
and reducing the Counter’s accuracy. This shifting 
occurs with all new crystals and cannot be avoided. 


Because of this tendency to shift, you should not 
spend too much time or effort on the initial calibra- 
tion. Wait until the crystal has had time to stabilize; 
then recalibrate the Counter carefully, using laborat- 
ory standards for maximum accuracy. 


Pictorial 6-1 shows how fast a typical crystal shifts 
frequency at both 25°C and 75°C. Note that after 14 
days at 75°C, about 50% of the frequency shift has 
occurred; and after 30 days about 90% of the shift is 
complete. 


AGING AT 75°C 


AGING AT 25°C 


1 1 YEAR 
MONTH 


PICTORIAL 6-1 


*Your crystal may shift about + 1, PPM, or 10 Hz, during the first year. 


The Counter's oven keeps the crystal at 75°C. So you 
should plug the Counter in and leave it for at least 14 
(preferably 30) days. Then recalibrate it for best re- 
sults. Review its calibration periodically after that 
and recalibrate when necessary. 


PROCEDURE 


Three effective procedures for calibrating your 
Counter are listed below. When you choose between 
the first two procedures, consider what equipment 
you have readily available and how accurate that 
equipment is. The third method is probably the 
easiest and most accurate, but the oscilloscope and 
frequency generator must meet the special require- 
ments listed at the beginning of that procedure. 


NOTE: In all the following procedures, the accuracy 
of your Counter depends upon the accuracy of your 
standard and how well you do the adjustment. 


(_) Refer to Pictorial 6-2 and push the alignment 
tool blade into the small end of the nut starter as 
shown. This will be used as an alignment tool in 
the following steps. 


(_) Choose which of the three calibration proce- 
dures you will use, and go to that point in the 
Manual. 


APPROX. 
a 3/8" 


a 


ALIGNMENT TOOL 
BLADE 


NUT 
STARTER 


PICTORIAL 6-2 
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Calibration Using A Frequency Counter 
Refer to Pictorial 6-3 for the following steps. 


( ) Turn both counters on, and allow them to warm 
up (stabilize) for at least three hours. 


( ) Connect a high input impedance probe from 
your Counter’s 10 MHz TIME BASE IN- 
PUT/OUTPUT jack (J3) to the high input impe- 
dance (1 MQ) of the calibration (other) counter. 


( ) Place the 10 MHz TIME BASE switch (on the 


rear panel) in the INT position as shown in the 
Pictorial. 


ALIGNMENT TOOL 


PLUG 
BUTTON 


COVER 


i 
SB 
Q 
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(_) Set the calibration counter to read the output of 
your Counter with the highest resolution possi- 
ble. 


NOTE: In the following steps, do not leave the plug 
button out of the Styrofoam cover any longer than 
necessary. A change in temperature within the oscil- 
lator oven will cause the oscillator to change fre- 
quency, making calibration difficult. 


(_ ) Remove the plug button and use the alignment 
tool to adjust the oscillator adjustment 
capacitor (C101) until the calibration counter 
reads as close to 10 MHz as possible. 


(_) Return the plug button to the Styrofoam cover. 


() Allow sufficient time (about 1/2 hour) to see if 
there is any change in the readout. If there is a 
change in oscillator frequency, readjust C101 to 
correct for that change. 


(|) Disconnect the line cord plug from the AC out- 
let. 
Use a voltmeter to perform the following tests. 


NEGATIVE 
LEAD 


POSITIVE 
(+) 


Collector of Q10 


This completes the calibration. Disconnect the co- 
axial cable and proceed to the ‘Final Assembly” sec- 


tion. 


LABORATORY 
COUNTER 


PICTORIAL 6-3 
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Calibration Using A Laboratory Standard Fre-  ( ) Set your Counter’s MODE switch to select the 
quency Generator correct input. 
Refer to Pictorial 6-4 for the following steps. ( ) Set your Counter’s RANGE switch to its most 


clockwise position (kHz-mS). 
() Turn your Counter and the frequency generator 


on and allow them to stabilize (warm up) forat ( ) Note or select the frequency of the generator. 
least three hours. NOTE: In some cases, the selected frequency 
may be high enough to cause the Counter’s 
( ) Connect a coaxial cable from the output of the OVERrange indicator to light. This does not 
generator to the correct input (for the presenta problem, since you are interested only 
generator’s frequency) of your Counter. in the least significant digits of the display. 
ALIGNMENT 
TOOL 


PICTORIAL 6-4 
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NOTE: In the following steps, do not leave the plug 
button out of the Styrofoam cover any longer than 
necessary. The temperature within the oscillator oven 
can change while the button is out. This will cause the 
oscillator to change frequency, making calibration 
difficult. 


) Remove the plug button and use the alignment 
tool to adjust the oscillator adjustment 
capacitor (C101) until the Counter reads as 
close to the generated frequency as possible. 


) Return the plug button to the Styrofoam cover. 


) Allow sufficient time (about 1/2 hour) to see if 
there is any change in the readout. If there is a 
change, readjust the oscillator adjustment 
capacitor (C101) to compensate for that change. 


) Disconnect the line cord plug from the AC out- 
let. 
Use a voltmeter to perform the following tests. 


NEGATIVE POSITIVE RANGE 
LEAD (+) LEAD 
ii > 


This completes the calibration. Disconnect the co- 
axial cable and proceed to the “Final Assembly” sec- 
tion. 


METER 
INDICATION 


Calibration Using a Laboratory Standard Fre- 
quency Generator and an Oscilloscope 


NOTE: You will find this procedure easy and effective 
if you have a generator that produces 1 or more fre- 
quencies that are whole number multiples of 1 MHz 
(1,2, 3) up to any frequency within the response of the 
oscilloscope, and if you have an oscilloscope that has 
provisions for both X and Y inputs. 


Refer to Pictorials 5-2 and 6-5 (Illustration Booklet, 
Page 11) for the following steps. 


(_) Turn your Counter and the frequency generator 
on, and allow them to stabilize (warm up) for at 
least three hours. 


( ) Connecta high input impedance probe from the 
Counter’s 10 MHz TIME BASE INPUT/OUT- 
PUT jack (J3) to the X input of the scope. 


(|) Place the 10 MHz TIME BASE switch (on the 
rear panel) in the INT position as shown in 
Pictorial 5-2. 


(_ ) Connect a coaxial cable from the output of the 
generator to the Y input of the oscilloscope. 


(|) Adjust the oscilloscope to obtain a display that 
does not extend beyond the edges of the screen. 


(_ ) Adjust the generator for a frequency that will 
produce a simple figure on the screen (1 MHz, 2 
MHz, 2.5 MHz, or 5 MHz). 


The pattern on the oscilloscope screen represents the 
frequency relationship at the X and Y inputs. It is 
called a Lissajous pattern. Those patterns shown in 
the inset drawing on Pictorial 6-5 correspond to the 
integer relationships listed. 


The figure on the screen will probably appear fuzzy, 
or be rapidly rotating. This is because the Counter’s 
oscillator is not exactly at 10 MHz. 


NOTE: In the following steps, do not leave the plug 
button out of the Styrofoam cover any longer than 
necessary. The temperature within the oscillator oven 
can change when the button is out. This will cause the 
oscillator to change frequency slightly, and will make 
calibration difficult. 


(_) Remove the plug button and use the alignment 
tool to adjust the oscillator adjustment 
capacitor (C101) until the rotating figure slows. 
Get the figure as still as possible. The speed of 
rotation shows how closely you have matched 
the oscillator frequency to that of the generator. 


( ) Return the plug button to the Stryofoam cover. 


(_ ) Allow sufficient time (about 1/2 hour) to see if 
there is any change in the figure’s rotation. If the 
figure is moving rapidly, readjust C101 to slow 
it again. 


Use a voltmeter to perform the following tests. 
NEGA’ POSITIVE 


RAN METER 
LEAD (+) LEAD INDICATION 
Gnd Collector of Qio J 15 VDC] Approx 
7 VbG. 


(_ ) Disconnect the line cord plug from the AC out- 
let. 


This completes the calibration. Disconnect the test 
instruments and proceed to the “Final Assembly” 
section. 
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FINAL ASSEMBLY 


Refer to Pictorial 7-1 for the following steps. 


(_) Position the cabinet top upside down on your 
work area. 


(|) Slide the counter into the cabinet top and se- 
cure the cabinet in place with nine 6-32 x 3/8” 
black phillips head screws. 


NOTE: The blue and white label that you will install 
in the following step shows the Model number and 
Production Series number of your kit. Refer to these 
numbers in any communications you have with the 
Heath Company about this kit. 


( ) Carefully peel away the backing paper from the 
blue and white label. Then press the label onto 
the chassis at the location shown. 


6-32 x 3/8" BLACK 
PHILLIPS HEAD 
SCREW 


PICTORIAL 7-1 
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OPERATION 


Refer to Pictorial 8-1 on Page 12 in the “Illustration 
Booklet,” for a description of the display, controls, 
and switches. 


CAUTION: Use ONLY the center conductor of the 
input lead of your Counter to check the frequency of 


an AC line voltage. Connecting the ground input lead 
to the “hot” (ungrounded) side of an AC line may 
result ina blown fuse and/or damage to your Counter. 


INPUTS 


When you measure pulses or square waves of high 
amplitude and fast rise time (rise time < 50 
nanoseconds and amplitude > 200 mV), connect a 10 
kQ, 1/4-watt resistor in series with the test cable (see 
Pictorial 8-2) to eliminate or reduce reflections in the 
test cable. This is necessary because reflections will 
distort the waveform, which can cause erroneous 
readings — or possibly damage the equipment under 
test. 


Input A has an input impedance of 1 MQ shunted by 
approximately 18 pF of capacitance. Capacitive load- 
ing can cause the unit under test to change frequency 
and result in erroneous readings. 


BNC CONNECTOR 
COAX CABLE 


fl 


PICTORIAL 8-2 


A simple way to reduce reflections and capacitive 
loading is to use a 10 MQ, divide-by-10 oscilloscope 
probe. This decreases the input sensitivity by a factor 
of 10, but does provide isolation between the unit 
under test and your Counter. The frequency response 
of Input A may also be limited by the frequency re- 
sponse of the probe. 


When you measure frequencies from a transmitter 
with a power greater than 1/2-watt, use a whip an- 
tenna, such as the Heath Model SMA-2400-1, in place 
of a direct connection. Another method would be to 
use a coupling coil made up of three turns of a hook- 
up wire connected to the end of the coaxial cable, as 
shown in Pictorial 8-3. Place the coil just close 
enough to the signal source for the Counter to operate. 
NOTE: Do not connect the ground to the transmitter 
and place the coil in the same axis as the transmitter 
coil or around the antenna. 


Input B has an input impedance of 50 ohms; therefore, 
it will properly terminate a 50-ohm transmission line. 
Signal cables not terminated in their characteristic 
impedance may cause erratic counting due to reflec- 
tions. (NOTE: For 50 2 lines to Input A, you can use 
the Heath Model SU-511-50, 500 termination.) If you 
use test cables other than 50 ohms, it will then be 
necessary to use a matching pad to eliminate reflec- 
tions and capacitive loading. See the following typi- 
cal sensitivity curves. 


BNC CONNECTOR 
COAX CABLE 


eh) 


PICTORIAL 8-3 
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INPUT A SENSITIVITY 


FREQUENCY (Hz) 


INPUT B SENSITIVITY 


FREQUENCY (MHz) 


= 49 
Heathkit 
MAXIMUM INPUT VOLTAGE 

Input A can withstand 250 volts, DC plus peak AC, up 
to a frequency of 100 kHz. Above this frequency, the 


maximum input voltage must be derated according to 
Graph A. 


GRAPH A 


250V 


DC + PEAK 
AC VOLTS 


2sy|----— -- 


H 
t 

1002 50 

kHz MHz MHz 


INPUT A DERATING CURVE 


Input B is protected to 5 volts DC plus AC rms 
throughout its frequency range, as shown in Graph B. 


CAUTION: 


Do NOT connect a transmitter output directly to an 
input of this instrument under any circumstances. 


FREQUENCY MODE 


With the MODE switch in a FREQUENCY position, 
you can measure any frequency between 5 Hz and 512 
MHz. Connect the equipment under test to the ap- 
propriate front panel input and read the frequency 
from the display. 


GRAPH B 


OC +AC(rms) 
VOLTS 


5V 
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The RANGE switch selects the time (gate time) over 
which the counting circuitry makes its measurement, 
and thus, selects the resolution of the display. 


As you rotate the RANGE switch clockwise, the gate 
time increases in decade steps to a maximum of 10 
seconds with a resulting resolution of .1 Hz. 


RESOLUTION | GATE TIME 


10 Sec. 

1 Sec. 
100 mSec. 
10 mSec. 


NOTE: To make it easier to read the display, readings 
for the shorter gate-times (.1 and .01 seconds) are not 
updated as often as they could be (for example, the .1 
second gate is updated about three times per second). 


PERIOD 


With the MODE switch in the PERIOD mode, and a 
signal applied to Input A, the readout will display the 
period of the input signal. The RANGE switch selects 
the desired resolution. 


WARM-UP/STANDBY 


If you intend to use this Frequency Counter for high 
precision measurements, leave it plugged into the 
line voltage with the POWER switch in the STBY 
(Standby) position. This will not greatly reduce the 
warm-up time; the Counter needs about 30 minutes to 
warm up thoroughly from a cold start, and this time is 
only reduced to 20 minutes in the Standby position. 
But, this will keep the oscillator circuit at a constant 
temperature, protect its components from significant 
thermal stresses, and help it maintain a higher level of 
stability over a long period of time. It will also in- 
crease the time interval between the calibrations that 
are needed to maintain full accuracy. 


40 512 
MHz MHz 


INPUT B DERATING CURVE 
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ACCURACY 


In the FREQUENCY mode, the accuracy of the 
Counter depends on the accuracy of the time base 
oscillator and the inherent +1 count error of the in- 
strument. Thus, fora +.1 PPM time base accuracy, the 
instrument has an accuracy of +.1 Hz +1 count fora1 
MHz input signal. Likewise, for a 20 MHz input sig- 
nal, the instrument has an accuracy of +2 Hz +1 
count. 


TRIGGER LEVEL 


The quality of the input signal affects the measure- 
ment capabilities of this instrument. A signal with a 
40 dB signal-to-noise ratio can cause inaccuracies as 
well as one with a 20 dB signal-to-noise ratio. For 
example: a 2V rms signal with a 40 dB signal-to-noise 
ratio will have 20 mV rms noise content. Since 20 mV 
rms is more than the input requires to trigger, the 
instrument will count the noise in addition to the 
fundamental input signal. 


GRAPH C 


(+) 


INPUT 
VOLTAGE 


TRIGGER LEVEL ADJUSTMENT 
FOR ACCURATE COUNT 


ZERO —— 
TRIGGER 
LEVEL 


ADJUSTMENT 
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The TRIGGER level contro] permits you to adjust the 
Input A amplifier trigger level above and below the 
signal zero-crossing point. Varying the control does 
not amplify or attenuate the input signal level, how- 
ever, it lets you control the point on the input signal 
that causes the circuit to trigger a count. This allows 
you to set the trigger point so that it is above most 
noise or signal distortion as shown in Graph C. When 
the TRIGGER level control is set fully clockwise, it 
presets the trigger point to zero volt, to count very low 
input levels. 


ACCURATE LOW FREQUENCY MEASURE- 
MENTS 


Your Counter counts and displays low frequency sig- 
nals. However, the display error may be +1 count 
because the internal clock is not synchronized with 
the incoming signal. To measure a low frequency 
signal more accurately, position the RANGE switch to 
kHz+ mS and the FUNCTION switch to PERIOD. Then 
solve the equation for f (in Hertz) = 1 /period (in 
seconds). 


EXAMPLE: Accurately count a low frequency signal 
(about 10 Hz) from a signal generator. 


The period display is 99.991 mS. 


Solve for f = 1/period = 1/.099991 = 10.0009 Hz. 


USING THE 10 MHz OUTPUT 


You may use the internal 10 MHz oscillator as a 
source for other devices. Set TIME BASE switch SW5 
to the INT position and connect your cable to EX- 
TERNAL OSCILLATOR jack J3. The ON/STBY 
switch, SW4, must be in the ON position. 


The oscillator will produce a TTL-compatible signal 
into a high impedance load. However, you must be 
aware that the coaxial cable normally used for con- 
necting to the oscillator has a typical capacitance of 
30 pF per foot. Use short test leads to avoid loading 
down the oscillator. 


NOTE: Disconnect any signal generating device from 
the 10 MHz Time Base jack, J3, whenever you use the 
internal oscillator. 


Heathkit 
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IN CASE OF DIFFICULTY 


This section of the Manual is divided into three parts. 
The first part, titled ‘Troubleshooting and Repair 
Precautions,” points out the care that you should use 
when you service the unit to prevent damaging com- 
ponents. 


The second part, titled “Troubleshooting Chart,” 
gives difficulties and likely causes. 


The “Special Circuit Tests” gives you specific proce- 
dures for testing the time base divider chain and the 
oven control circuit. 


If the “Troubleshooting Chart" does not help you 
locate the problem, read the “Circuit Description” 
and refer to the Schematic Diagram (fold-in) to help 
you determine where the trouble is. Refer to the ‘‘Cir- 
cuit Board X-Ray Views" (Illustration Booklet, Pages 
17-18) for the physical locations of parts on the circuit 
boards. 


NOTE: In an extreme case where you are unable to 
resolve a difficulty, refer to the ‘Customer Service” 
information inside the rear cover of the Manual. Your 
Warranty is located inside the front cover. 


Troubleshooting and Repair Precautions 


Be sure you disconnect the line cord before you re- 
move the cabinet from your Counter. 


1, Make sure you do not short any adjacent termi- 
nals or foils where you make tests or voltage 
measurements. If a probe or test lead should 
slip, for example, and short together two adja- 
cent connections, it is very likely to damage one 
or more of the transistors, diodes, or IC’s. 


2, Be especially careful when you test any circuit 
that contains an IC or a transistor. Although 
these components have an almost unlimited life 
when used properly, they are much more vul- 
nerable to damage from excess voltage and cur- 
rent than many other parts. 


3. Donot remove any components while the unit is 
turned on. 


4, Neverapply +5 V, or ground to the output of any 
Ic. 


5. When you make repairs, make sure you elimi- 
nate the cause as well as the effect of the trouble. 
If, for example, you find a damaged resistor, be 
sure you find out what damaged the resistor. If 


the cause is not eliminated, the replacement re- 
sistor may also become damaged when you put 
the unit back into operation. 


6. In several areas of the circuit boards, the foil 
patterns are quite narrow. When you unsolder a 
part to check or replace it, avoid excessive heat 
while you remove the part. A suction-type de- 
soldering tool makes part removal easier. 


7. When you are instructed to check a component, 
make sure the correct part has been properly 
installed. Then check the solder connections. 
Check the foils to identify any improper solder 
connections or solder bridges. 


8. When a part is listed on the “Troubleshooting 
Chart,” check not only the part itself, but also 
check associated circuitry that may cause the 
listed part to malfunction. 


9. When you are troubleshooting display LED's 
and some of the IC’s, it may be useful to inter- 
change similar components (such as U12, U13, 
U14, and U15 of the divider chain) to help find if 
oneis at fault. Interchange only those parts with 
the same part number, as shown on the Schema- 
tic or Parts List. 
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Components replacement transistor with its leads in the proper 
holes. Then solder the leads quickly to avoid heat 

To remove a faulty resistor or capacitor, first clip it | damage. Cut off the excess lead lengths. 

from its leads. Then heat the solder on the foil and 

allow each lead to fall out of its hole. Preshape the Foil Repair 

leads of the replacement part and insert them into the 

holes in the circuit board. Solder the leads to the foil To repair a break in a circuit board foil, bridge solder 

and cut off the excess lead lengths. across the break. Bridge large gaps in the foil with 
bare wire. Lay the wire across the gap and solder each 

You can remove transistors in the same manner as _ end tothe foil. Carefully trim off any excess bare wire. 

resistors and capacitors. Make sure you install the 


Troubleshooting Chart 


This chart lists the condition and possible cause of 
several malfunctions. If a particular part or parts are 
mentioned (LED V9 for example) as a possible cause, 
check that part to see if it was installed and/or wired 
correctly. Also, check the other circuit components 
associated with this part, as these may be the wrong 
value. 


Display, decimal point, and Gate LED do not light. 1 +5 volt power supply. 


Gate LED does not flash in the FREQ A or FREQ B modes. 5 Gate LED v9. 
Time base divider chain.” 
10 MHz oscillator. 
Time base Int/Ext switch 
SW5 in Ext position. 


‘Corresponding latch decoder driver. 
LED display V1 through V8. 
Open solder connection between circuit boards. 


Latch decoder driver. 
LED display V1 through V8. 
Blanking circuitry U36, U37. 


Leading zeros are not blanked. Blanking circuitry U36, U37. 
Overflow circuitry U35, U18B. 
Latch decoder drivers U26 through U34. 


Counter works in Freq A and Period modes only. 1 B input; D5--D8, U2, U3, Q5, and Q6. 
2. Input selector gate U4D. 


(Cont'd.) 


*See “Time Base Divider Chain Troubleshooting,” on Page 70. 
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Troubleshooting Charts (cont'd) 


Input selector U4. 
Pulse shaper US. 
Count input selector U7D. 


Counter works in Period mode only. 


N= 


Counter does not work in Period mode only. Time base gates U16. 
Count input select gate U7A. 


Time base input gate UBD. 


PPP's 


Counter works in Freq B mode only. A input; Q1, Q2, U1, Q3, Q4, and U4C. 


Selector gates U4B, U8A, and U8D. 


Counter works in Ratio B/A mode only. Oscillator; Y101, Q101, and Q102. 
Time base switch SWS in Ext. 


Input A/Osc selector gate U8B and inverter U6A. 


er 


Counter does not work in any mode. Gate light does flash. 


Low sensitivity in Freq A, Period, and Ratio B/A modes. Gate 
light does flash. 


1. Trigger level control R9 misadjusted or faulty. 
2. Input A;Q1, 2, U1, 03, Q4. 


Low sensitivity in Freq B, Ratio B/A, modes. Gate light flashes. 1. Input B; D5--D8, U2, U3, Q5, and Q6. 
10 MHz oscillator will not set to exact frequency. NOTE: Make 10 MHz oscillator. 
sure you know the accuracy of the standard. 


Oven heater control.** 
10 MHz oscillator drifts excessively. 


Counter operates but display is incorrect. 


Oven heater control.** 


1. Store or reset circuitry U19. 
2. Input signal has high noise content. 
3. Reflections on input test cable. 
4 
5. 


10 MHz oscillator not calibrated. 
Oven heater control.** 


TEMP indicator cycles on and off. 1 —12V supply voltage missing on U38 pin 4. 
2. Thermistor R62 defective. 

3. Q10 shorted. 

4 Q39 defective. 


** See “Oven Control Circuit Test.” on Page 70. 
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Special Circuit Tests 


OVEN CONTROL CIRCUIT TEST 


Perform this test to verify that the oven control circuit 
is performing correctly. 


Connect an oscilloscope to the metal tab of Q10. 
If your Counter has been plugged in for more 
than 10 minutes and the Styrofoam cover is in 
place over the oscillator, you should see a square 
wave with about a 50% duty cycle. 


Remove the plug button from the Styrofoam 
cover, and blow into the hole to cool the oven. 
You should see the waveform increase in duty 
cycle temporarily, and then settle back when the 
operating temperature is reached. 


TIME BASE DIVIDER CHAIN 
TROUBLESHOOTING 


Perform this test to verify the correct operation of the 
divider chain or locate any dividers that are not 
operating correctly. 


1. 


Set the Mode switch in the Freq A position and 
the Range switch in the fully CCW position. 


Use an oscilloscope to check for a 10 MHz signal 
at U9 pin 1. 


In a similar manner, use the oscilloscope to 
check for the following frequencies at the points 
listed: 


1 MHz at U9 pin 7 
100 kHz at U11 pin 1 
10 kHz at U11 pin 7 
1 kHz at U12 pin 14 
100 Hz at U13 pin 14 
10 Hz at U14 pin 14 
1 Hz at U15 pin 14 
-1 Hz at U15 pin 11 


If at any point you do not find the right signal, 
interchange that IC with one bearing the same 
part number (U12, U13, U14, and U15 may be 
interchanged; U9 and U11 may be interchanged 
with each other only). If the problem moves with 
the IC, the IC is faulty. If the problem does not 
move, the problem is with the associated cir- 
cuitry or connections. 


Use the oscilloscope to check for 10 MHz at U16 
pin 8. Then turn the Range switch clockwise. 
The signal should change to 1 MHz, 100 kHz, 
and finally 10 kHz. 


Repeat the previous step at U17 pin 8. The fre- 
quencies you find should be 100 Hz (with the 
Range switch in the full CCW position), 10 Hz, 1 
Hz, and 0.1 Hz. If at any point you do not find the 
right signal, try exchanging U16 and U17 as you 
did with the divider chain IC’s. 


Page 71 


Heathkit 


SPECIFICATIONS 
FREQUENCY MEASUREMENT MODES 
Input A Input B 
Frequency Range .......0020+esceennedeenses 5 Hz to 50 MHz. 40 MHz to 512 MHz. 
Sensitivity (Guaranteed) .................008 25 mV rms. 25 mV rms. 
Sensitivity (Typical) ......cccsessseeesceeee 4to 15 mV rms. 4 to 15 mV rms. 


See graph on Page 64. See graph on Page 64. 


Overload Protection .........00.ceeeseeesees See graph on Page 65. See graph on Page 65. 
InpiitImpedance: g..caccastea ass eseee ses 1 MQ shunted by 50 2 nominal. 

<25 pF. 
Display Resolution (LSD)* ..............0005 .1 Hz to 100 Hz. 1 Hz to 1000 Hz. 


PERIOD MEASUREMENT MODE 


INDUS istic qusconsantins uh Yeas meaty enacts Input A only. 

RANBE’ Ais ncines Seginaa sad Woome pasus noraeeeee 5 Hz to 10 MHz. 

Sehatthety i vcscendse estar deadea cod acai See Frequency Measurement Modes for Input A, 
above. 

Display Resolution (LSD)* ..............0005 100 nsec to .1 msec in decade steps. 


RATIO B/A MEASUREMENT MODE 


Input Frequency Limits ....................5 Input A: 5 Hz to 25 MHz. 
Input B: 40 MHz to 512 MHz. 
Effective Measurement Range (Guaranteed) .. . From 1.6 to 1.024 x 10°. 
SOUSHIVIAY cis Kaviaie antes e/snisnaintz ease Caras See “Frequency Measurement Modes,” above. 


*Least Significant Digit 
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TIME BASE OSCILLATOR 


BYOQUGRED ncciurarsenmen we aainnVirotier a shia en 10 MHz. 

GSAPADITEY aceite Fire oe os aOR EHSAN ETM +.2 PPM. 

Output Short circuit protected. Will drive 1 standard TTL 
load. 

Geystal Aging Rate sis wiwsncacwvsrpes nase <1 PPM/Yr. 

BtabiMNy: ios Latest. hatin naoweree cae eoee +.2 PPM, 0 to 40°C. 

EMteMA BORO sist ecGonia ait eee ace suteet TTL or 2.5V rms from 50 2 source (10 MHz). 

Hpi ProtechOn 55 ossecsa59-caaseepeasie wren Any voltage with peak-to-peak limits between —3.5 
and +10 volts. 

Oven Operating Temperature................ 75° +5°G. PSKE 60°F 

Warmaip FiN8" sass c0%de ack epersinssyor) sees 10 minutes to within +1 PPM. 


20 minutes to within +.1 PPM. 


GENERAL 

Sampling Interval ............ccseescesseees .01 sec, 0.1 sec, 1 sec, and 10 sec. 

SAMPENG RAG! 5 sets: i5 sietely aw teeeta yo eee g Every 0.1 sec, .33 sec, 1 sec, or 10 sec. 

Dis pIAY. «viachovey soir bast ean oaacaeaastaeoa sts Eight digits. 

Power Requirements ................e0c0ee0s 120/240 VAC, 50/60 Hz, 6 watts max. in STBY, 40 
watts max. in ON. 

Dimensions ... 4-1/4" H x 10"W x 12-1/2"D 
(10.8 X 25.4 x 31.8 cm). 

MUBIGHEN > ssl saariein g wauctacacdecs aa ikeanianiwed tae 6-1/2 Ibs (2.8 kg). 


The Heath Company reserves the right to discontinue 
products and to change specifications at any time 
without incurring any obligation to incorporate new 
features in products previously sold. 


*From cold oven (unplugged) start. 
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CIRCUIT DESCRIPTION 


You may use this circuit description when 
troubleshooting difficult problems or 
when you wish to gain information for per- 


sonal satisfaction. 


This circuit description is divided into two major 
sections. The first is the ‘Basic Circuit Blocks” sec- 
tion, which treats each block of components that is 
lumped under a title on the schematic. The second 
section is “Circuit Flow,” which shows how the vari- 
ous basic circuit blocks function together in the diffe- 
rent modes of operation. 


If you are confident of your ability to understand 
transistor and IC logic, you may wish to skip the 
“Basic Circuit Blocks” section and begin your read- 
ing with the “Circuit Flow” (Page 80). If you en- 
counter problems with any part of the flow descrip- 


tion, refer back to the appropriate Basic Circuit Block 
by the number given in your reading. 


This counter contains circuitry that operates on diffe- 
rent voltages for logic “thigh” and “low” levels. Note 
that U1, U2, and U3 are ECL (emitter coupled logic) 
devices. As such, they operate on logic highs of at 
least 4.25 volts (input and output) and logic lows of 
less than 3.5 volts (input and output). 


The TTL (transistor-transistor logic) used elsewhere 
in the Counter operates on logic highs of at least 2.0 
volts (input) or 2.4 volts (output). TTL logic lows are 
less than 0.8 volt (input) and 0.4 volt (output). 


Basic Circuit Blocks 


Refer to the Schematic diagram as you read the fol- 
lowing pages. The titles on the Schematic match 
those in this portion of the description. The numbers 
next to the titles allow you to refer back and forth 
between the block descriptions and the appropriate 
parts of the “Circuit Flow” section. 


Each Basic Circuit Block description will normally 
carry three pieces of information about the particular 
block being discussed. First, the input(s) will be 
noted. Second, the function/process performed by 
that block will be explained. And third, the output 
will be described. In the cases of input and output, the 
other basic blocks involved will be mentioned so that 
you will be able to quickly identify them for troub- 
leshooting purposes. 


In the following discussion, these terms will be used: 


Count Sequence is the entire process followed by the 
Counter to start the count, count the input signal, stop 
the count, transfer the final count to the display, and 
reset the counters for the next count. 


Count Period is the time it takes to complete one 
count. This does not include the time used for the 
store and reset operations. 


Signal Voltage is an input or oscillator signal that is 
processed through the Counter to produce an output 
(frequency or period display) that represents the sig- 
nal. 


Control Voltage is a voltage to any logic device that 
controls whether that device allows the signal voltage 
to pass or stops it. 
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#1 -- INPUT A BUFFER; J1, Q1, & Q2 


Jack J1 accepts the input signal, which is fed through 
DC isolation capacitor C1. Resistor R2 and diodes D1 
and D2 provide overload protection and C2 improves 
high frequency response. FET transistor Q1 and trans- 
istor Q2 form an impedance converter which pro- 
vides a high input impedance (1 MQ) for Input A and 
a low impedance output for the ‘‘Wideband RF 
Amplifier” (#3), The gain through Q1 and Q2 is about 
a 


#2 -- TRIGGER; R9 & SW1 


The trigger level control works with either of two DC 
voltages. One voltage is used when the Trigger switch 
is in the Preset position. It is a constant reference 
voltage from U1A pin 11. The other voltage is used 
when the Trigger is not in the Preset position. This 
voltage is selected by control R9. The selected DC 
voltage is sent to the “Wideband RF Amplifier” (#3), 
pin 4, where it is used to determine the bias level at 
pin 4 of the U1A circuit. 


#3 -- WIDEBAND RF AMPLIFIER; U1A & U1B 


The amplifier receives two inputs, the AC signal from 
input A and the DC level from the trigger. It amplifies 
the voltage differential between pins 4 and 5 by 20 to 
30 dB. The output goes to the “Schmitt Trigger” (#4). 


Pin 11 of U1 provides a DC bias output. The DC 
voltage is used as reference to pin 5 of the amplifier, to 
the Trigger switch (in the Preset position), and to the 
“Schmitt Trigger.” 


#4 -- SCHMITT TRIGGER; U1C 


The signal input to the Schmitt Trigger at pin 12 is the 
AC plus DC signal from the ‘Wideband RF Amplifier 
(#3). The other input is the fixed (reference) level 
voltage at pin 13 coming from pin 11 plus a “hys- 
teresis” bias through resistor R17. When the voltage 
at pin 12 (AC signal plus DC level plus hysteresis 
effect) matches the voltage at pin 13, the Schmitt 
Trigger changes state. The hysteresis bias to pin 13 
suddenly decreases, reinforcing the ‘‘on” state of 
U1C. When the inputat pin 12 drops below this lower 
level, the “output” (pins 14 and 15) returns to the 
“off” state. The output goes from pins 14 and 15 tothe 
“Converter” (#5). 
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#5 -- LEVEL CONVERTER; D3, D4, Q3, & Q4 


Q3 is driven differentially by the output of the 
Schmitt Trigger. The emitter of Q3 is driven directly, 
while its base is driven through D3, which provides 
the biasing for Q3. D4 provides temperature compen- 
sation for Q3. The transistor operates in such a man- 
ner that it changes the signal from ECL to TTL logic 
levels, while Q4 provides additional buffering. 


#6 -- BUFFER; U4C 


U4C has one input (pin 10) tied high, while the other 
(pin 9) is driven by Q4 of the Level Converter. U4C 
acts as an inverting buffer, with its output (pin 8) 
going to the “Input Selector” (#11), the “A Input/Os- 
cillator Selector” (#21), and the ‘Time Base Input 
Selector” (#25). 


#7 -- INPUT B BRIDGE LIMITER; J2 & D5 
THROUGH Ds 


Jack J2, which is terminated by resistor R26, accepts 
the high frequency input signal and passes it through 
DC isolation capacitor C11 to a diode bridge limiter. 
The diodes in the bridge are normally forward biased 
by the 12-volt supply and allow the input signal to 
pass. However, as the input signal grows larger, the 
diodes start to turn off, attenuating the input signal. 
Even with the diodes in the off condition, some signal 
will still pass, due to capacitive properties of the 
diodes. The output of the bridge goes to the ‘“‘Wide- 
band RF Amplifier” (#8). 


#8 -- WIDEBAND RF AMPLIFIER; U2 


Pin 10 of U2 accepts the input signal from the limiter. 
U2 is an ECL compatible, wideband differential 
preamplifier with voltage gain of 20 to 30 dB. This 
amplifier is capable of delivering output signals that 
are self-limited at 1 volt peak-to-peak. The other input 
to U2 is at pin 11 and is bypassed to ground. The 
output at pin 3 goes through C21 and C22 to the 
“Divide-By-Ten, U3” (#9). The output at pin 4 is 
loaded by resistor R31 to keep U2 balanced. 


#9 -- DIVIDE-BY-TEN; U3 


U3 receives the output of the ‘‘Wideband RF 
Amplifier” (#8) and divides the input frequency by a 
factor of ten. The output of U3 goes to the “Converter” 
(#10). 
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#10 -- LEVEL CONVERTER; Q5, Q6, D9, & D11 


This level converter is identical to the level converter 
of Input A (#5). Its inputs come from U3 pins 2 and 4 
(and 15). Its output from Q6 is at TTL levels and goes 
to the “Input Selector’ (#11) U4D pin 13. 


#11 -- INPUT SELECTOR; U4B, U4D, & U4A 


Inputs to the selector include two signal inputs. The 
signal from Input A is applied to U4B pin 5, and the 
signal from Input B is applied to U4D pin 13. 


Three control voltage inputs from Mode switch SW3 
determine whether the two NAND gates will allow 
the input signals to pass. Setting the switch in the 
Freq A position will supply a logic high at pin 4 and 
the input A signal will pass. Either the Freq B position 
or the Ratio B/A position will cause a high to be 
placed on pin 12 and the input B signal will pass. 
Whichever frequency signal passes through the 
NAND gate will also be passed through the third 
NAND gate U4A. This output goes to the “Pulse 
Shaper” (#12). 


#12 -- PULSE SHAPER; US 


The signal input to the pulse shaper is the string of 
long duration pulses from the ‘Input Selector.” This 
signal passes along one path directly to USA pin 2. At 
the same time, the signal is inverted three times and 
delayed for up to 50 nsec through NOR gates USD, C, 
and B to USA pin 3. The resultant output is a pulse of 
up to 50 nsec, beginning when the input reaches USA 
pin 2, and stopping when the delayed input reaches 
USA pin 3. 


#13 -- COUNT INPUT SELECTOR; U6F, U7A, 
U7B & U7D 


This selector has two signal inputs. Either frequency 
A or frequency B is applied to U7D pin 12 from the 
“Pulse Shaper” (#12), and the output of the “Time 
Base Gates (Period)” is applied to U7A pin 1. 


There is only one control input to the count input 
selector. Mode switch SW3 and inverting amplifier 
U6F combine to put a control high at U7A pin 2 anda 
control low at U7D pin 13 whenever the switch is in 
the Period A position. For all other switch positions, 
the control voltages are reversed. 


Page 75 


NAND gate U7B then produces an output from 
whichever signal reaches it from the other two NAND 
gates. This output signal goes to “Counter Gate U7C” 
(#14). 


#14 -- COUNTER GATE; U7C 


One input, to pin 9 of the counter gate, is the signal 
from the “Count Input Selector’ (#13). This will be 
either input A, input B, or the signal from the time 
base oscillator (in the Period mode). 


The other input, to pin 10, is the signal (used as a 
control voltage) from the “Time Base Flip-Flop” 
(#26). When this signal is high, the gate passes the 
signal-to-be-counted. When it is low, the signal-to- 
be-counted is stopped. The output of the counter gate 
goes to the “Decade Counters, U25” (#15) for the least 
significant digit of the display. 


Refer also to “Store-Reset Operation,” Page 79, for 
added discussion of how the gate interacts with the 
other circuitry. 


#15 -- DECADE COUNTERS; U21 Through U25 


The decade counters are connected in a chain. The 
first counter (U25) receives a frequency and counts it. 
On every tenth count, it sends a pulse to the next 
counter to be counted. Thus, each counter sends its 
tenth count (overflow) on to the next*, until U21. The 
overflow of this counter represents overflow of the 
entire counter and is sent to the “Overflow Circuit” 
(#18). 


The output of the counters is available to the latch 
decoder drivers and is accepted by them at the end of 
each count period. A final input to the counters is the 
reset pulse which resets them to zero in preparation 
for the next count sequence. 


* Note that U21, U22, and U23 are dual decade counters and 
contain two decade counters. Thus, the tenth count from one 
decade (pin 7) would go to the input of the other decade (pin 15); 
then the tenth count of the second decade (pin 9) would go to the 
next decade input in another IC. 
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#16 -- LATCH DECODER DRIVERS: U26 
THROUGH U34 


Each latch decoder driver receives its primary input 
(one decimal digit, coded in binary) on the four input 
pins, 1, 2,6, and 7, from the decade counter section. A 
secondary input (at pin 3) is the store pulse from 
“Store Monostable U19A” (#27). In addition, each 
latch decoder driver has an input and an output 
which are used by the “Zero Blanking Circuitry” 
(#19). 


When the store pulse is received, each latch decoder 
driver responds to the binary count that is currently 
on its corresponding counter. It decodes the binary 
code and lights the sections of the display that shows 
the decimal number. Each display is held until the 
next store pulse causes a new number to be accepted 
by the latch decoder driver. 


#17 -- LED DISPLAY; V1 THROUGH V8 


Each LED display digit has seven segments, which 
can be lit by the display driver to show any decimal 
number (zero through nine). The seven lines from the 
driver are connected to the seven segments of the 
display. 


#18 -- OVERFLOW CIRCUITRY; U18B, U35, & 
Qs 


There are three inputs to the overflow circuitry. The 
first is the tenth count from Decade Divider U21 pin 9 
(#15), which indicates display overflow. One or more 
counts on this line to U18B pin 6 will cause U18B Pin 
11 to go high. 


The second input is the store signal at U35 pin 13 
from Store Monostable U19A (#27). This causes U35 
to latch the state of U18B and drive Q8 and V11 (if 
there was overflow indicated by U21 pin 9). 


The third input is the reset signal to U18B from‘‘Reset 
Monostable U19B” (#28). This occurs just after U35 
has latched the state of U18B, and it resets U18B for 
the next count sequence. 


The output of the circuit at U35 pin 16 lights the 
overflow LED (via transistor Q8) and signals latch 
decoder driver U26 when a display overflow occurs 
(this output is used as part of #19 -- “Zero Blanking”). 
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#19 -- ZERO BLANKING; U36 & U37 


The display digits are easier to read if unnecessary 
zeros on the left of the decimal point are blanked out 
(for example, 1.0500 MHz is easier to read than 
0001.0500 MHz). Zeros for any display digit may be 
blanked if pin 5 of that display’s latch decoder driver 
is grounded or kept at a low voltage. If the pin 5 is 
unconnected or kept at a high voltage, the zero will 
not be blanked. 


Each of the OR gates of U36 and U37 serve the same 
function. Each OR gate detects: (1) If the next higher 
digit of the display is non-zero (as indicated by a high 
on pin 4 of the latch decoder driver IC for that digit), 
and (2) If the decimal point for the next higher digit is 
lit (as indicated by a high on the decimal point drive 
line from switch SW2). If either or both of these condi- 
tions exist, the OR gate sends a high to the next lower 
digit (pin 5 of the latch decoder driver IC) telling it not 
to blank its zeros. 


If neither of the conditions is met, the OR gate output 
is low and the latch decoder driver blanks its zeros. 


The highest digit (LED V1) would normally have its 
zero blanked, since there won't be any numbers 
higher than it is. However, in the case of overflow,the 
zero is displayed to indicate that there is a number in 
the overflow. This is done by sending a signal from 
the output of U35, in the overflow circuitry, to pin 5 of 
latch decoder driver U26. 


#20 -- OSCILLATOR CIRCUIT; Q101, Q102, 
SWS5, D14, & D15 


The crystal-controlled, Colpitts-type, oscillator pro- 
duces a 10 MHz internal time base signal for fre- 
quency and period measurement. The oven provides 
a constant temperature to maintain frequency stabil- 
ity, and C101 allows adjustment of the frequency to 
exactly 10 MHz. Transistor Q102 provides buffering 
and a TTL compatible output signal. The output goes 
thorugh the internal/external time base switch SW5 
and past signal limiting diodes D14 and D15 to the 
“Input A/Oscillator Selector” (#21). 


SW5 switches the internal oscillator in and out of the 
circuit, to allow you to use an external oscillator. Jack 
J3 provides an output from the internal oscillator for 
external use, and also accepts the input from an ex- 
ternal oscillator. 
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#21 -- INPUT A/OSCILLATOR SELECTOR; 1/2 
of U8 


This selector receives two signal inputs. The Input A 
signal is applied to gate A pin 1, and the 10 MHz time 
base signal is applied to gate B pin 9. There is only one 
control input to the selector. Mode switch SW3 and 
inverting amplifier U6A combine to put a control 
high on gate A pin 13 and a control low on gate B pin 
10 whenever the Mode switch is in the Ratio B/A 
position. The control voltages are reversed for all 
other switch positions. NOR gate C inverts whichever 
signal is allowed to reach it, and sends the signal to 
the “Time Base Divider Chain” (#22). 


#22 -- TIME BASE DIVIDER CHAIN; U9, U11 
THROUGH U15 


This frequency divider chain receives the signal that 
is output by the “Input A/Oscillator Selector” (#21). 
The divider chain has eight divide-by-ten circuits, in 
six IC's, which divide the input frequency. The basic 
frequency and the first three divisions (+ 10, + 100, + 
1000) of that frequency provide the output to the 
“Time Base Gates (Period Mode)" (#23). The last four 
divisions of the frequency provide the output to the 
“Time Base Gates (Frequency Mode)” (#24). The 
fourth division (+ 10,000) is not used. 


#23 -- TIME BASE GATES (Period Mode); U16 


While these gates are active in all modes of operation, 
their output is only used during the Period mode. 
During that mode, the frequency of the signal inputs 
to the gates from the “Time Base Divider Chain” 
(#22) are 10 MHz, 1 MHz, 100 kHz, and 10 kHzat pins 
9, 13, 2, and 4, respectively. The control inputs come 
to pins 10, 1,3, and 5 from Range switch SW2 wafer A. 
For any position of the switch, only one gate will have 
a high control voltage and will therefore allow its 
signal input to pass. That single frequency is the 
output which goes to the “Count Input Selector” 
(#13). 
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#24 -- TIME BASE GATES (FREQUENCY 
MODES); U17 


These gates are used as part of the count process in all 
modes of operation except the Period mode, when the 
“Time Base Gates (Period Mode)" (#23) are used. The 
signal inputs are the four outputs of the time base 
divider chain. These signals may originate from the 
time base oscillator (in frequency measurement 
modes) or from Input A (in the ratio measurement 
mode). 


The control voltages to the gates come from Range 
switch SW2 wafer A. For any position of the switch, 
only one gate will havea high control voltage and will 
allow the input signal to pass. That single frequency 
is the output which goes to ‘Time Base Input Selec- 
tor” (#25). 


#25 -- TIME BASE INPUT SELECTOR; 1/2 of U8 


There are two signal inputs and two control voltage 
inputs to the gates. One signal input is frequency A 
from “Buffer U4C” (#6) to gate D pin 2, present 
whenever there is an input A. The other is the output 
of the “Time Base Gates (Frequency Mode); (#24) to 
gate E pin 5. The two control inputs to the gates are a 
high to gate D pin 3 from mode switch SW3 in the 
Period mode, or a high to gate E pin 4 (through inver- 
ter U6F) from the Mode switch in all other positions. 


The output of the time base input selector is the 
selected time base frequency to “Time Base Flip- 
Flop” U18A (#26). 


#26 -- TIME BASE FLIP-FLOP; U18A 


The primary input to U18A is the time base signal 
from the “Time Base Selector” (#25); this input goes 
to the clock input pin 1. The flip-flop reacts to the 
negative-going edge of the wave from the selector, 
sending its output (pin 15) high at the first edge and 
sending it low at the next. This produces the time base 
for a single count period the “Counter Gate” (#14). 


There is another process in the Counter, involving 
U18A inputs on pin 3 (clear) and pin 4 (reset) and 
additional outputs from pin 15. Refer to “Store- 
Restore Operation,” Page 79, for additional informa- 
tion. 
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#27 -- STORE MONOSTABLE; U19A, U6B, & 
U6C 


The input to U19A pin 3 is the time base pulse from 
“Time Base Flip-Flop U18A”’ (#26). The store 
monostable responds only to the negative-going edge 
of this input. When the U18A output goes low at the 
end of a count period and stops the counters from 
receiving any more input signal to be counted, U19A 
generates a positive pulse at pin 6 and a negative 
pulse at pin 7. These pulses are about 50 msec long 
due to the R44, C31 time constant. 


The negative pulse output from pin 7 (STORE) goes to 
reset the time base flip-flop and latch the final count 
into the latch decoder drivers; inverting amps U6B 
and U6C are used to provide additional drive capabil- 
ity. The positive pulse output from pin 6 (STORE) 
goes to U35 of the “Overflow Circuitry” (#18), and to 
the input of the ‘Reset Monostable” (#28). 


Refer to Store-Reset Operation, Page 79, for a discus- 
sion of the way blocks #14, #26, #27, and #28 in- 
teract during the count sequence. 


#28 -- RESET MONOSTABLE; U19B 


The input to the reset monostable is the positive pulse 
at pin 11 from the store monostable. The monostable 
triggers on the negative-going edge of the pulse from 
the store mono. The reset mono then produces a posi- 
tive pulse on pin 10 (RESET) and a negative pulse on 
pin 9 (RESET). These pulses are the same length 
(about 50 msec) as those from the store monostable. 


The pulses reset the slower portions of the time base 
divider chain (with the positive pulse), reset the de- 
cade counters (with the positive pulse), and reset 
U18B of the overflow circuit (with the negative 
pulse). 


Refer to Store-Reset Operation, Page 79, for discus- 
sion of the way blocks #14, #26, #27, and #28 in- 
teract during the count sequence. 


#29 -- GATE LAMP DRIVER; Q7 


The gate lamp driver receives its input from the 
“Time Base Flip-Flop” (#26). When this input is high 
(counter gate U7C is passing the signal-to-be- 
counted), Q7 is on and gate lamp LED V9 is also on. 
When the count period ends, U18A turns Q7 off and 
the gate lamp goes out between count periods. 


Heathkit 


#30 -- MODE AND RANGE SWITCHES; SW2 & 
sw3 


These switches are used to supply voltage from the 
+5 volt supply to circuit elements, either as a control 
voltage or for LED decimal point drive. Range switch 
SW2 wafer A sends a control voltage to the #23 and 
#24 “Time Base Gates" (period and frequency 
modes); the other wafers direct the voltage from the 
Mode switch to the appropriate LED decimal point for 
the chosen range setting. Because of the interconnec- 
tions between the B, C, D, & E wafers of the Range 
switch, diodes D16 through D19 are used to prevent 
voltage from being fed back to the Mode switch and 
supplying false control voltages to the rest of the 
Counter’s circuitry. 


Mode switch SW3 supplies drive voltage through the 
Range switch to the decimal point LED’s, and control 
voltage to selected parts of the circuit, depending on 
the switch position. It is the control voltage from this 
switch that determines the mode of operation of the 
Counter. Refer also to the “Circuit Flow” portion of 
the description for discussion of the modes of opera- 
tion. 


In each of its positions, the Mode switch has two types 
of output, control and LED drive voltages. These vol- 
tages are controlled by the switch position, as follows: 


CONTROL LED DRIVE 
SWITCH VOLTAGE VOLTAGE 
POSITION GOES TO: GOES TO: 
Period #13 -- Count Input SW2, wafer B 
Selector 
Freq A #11 -- Input SW2, wafer D 
Selector, U4B 
Freq B Via D12 to #11 -- SW2, wafer C 
Input Selector, 
U4D 
Ratio B/A #21--InputA/Osc SW2, wafer E 


Selector, and via 
D13 to #11 - - 
Input Selector, U4D 
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#31 -- OVEN HEATER CONTROL; U38, Q9, & 
Q10 


The Oven Heater Control circuitry senses the temper- 
ature of the oven with thermistor R62. This thermistor 
forms a resistance bridge circuit along with R61, R58, 
and R59. As the oven temperature changes from the 
75°C design point, the resistance of the thermistor 
changes, unbalancing the bridge. This imbalance 
causes a change in the output voltage of differential 
amplifier U38A. The output of U38A goes through 
R64 to pin 5 of U38B. 


U38B is a voltage-controlled, pulse-width-modulated 
oscillator. As the voltage to U38B increases, the (posi- 
tive) pulse width of the output increases. The output 
of U38B goes to Q9 and Q10, which form the current 
driver for the oven heater wire, R67. 


If the oven cools slightly, the resistance of R62 in- 
creases. This unbalances the bridge, making U38A 
pin 3 more positive than pin 2. This increases the 
output at pin 1. This voltage increases the pulse width 
(duty cycle) of U38B’s output. Heater R67 then sup- 
lies more heat to the oven. 


Thermal breaker CB1 is normally closed and con- 
nected in series with the heater supply. If the oven 
temperature rises to approximately 90°C, TB1 opens 
the heater circuit and turns on LED 12 on the Display 
circuit board. Deer 

(44°F 


#32 -- POWER SUPPLY; T1, D22 THROUGH 
D27, & U39 THROUGH U42 


Transformer T1 receives the input line voltage and 
provides two AC outputs, 33 VAC center-tapped for 
the 12-volt sources, and 17 VAC center-tapped for the 
5-volt sources. The diode pairs rectify the voltage and 
the IC’s provide the voltage regulation. Note that the 
+12-volt sources and the unregulated rectified volt- 
age from point J are not affected by the position of the 
Standby-On switch SW4. That is because these volt- 
ages are used to maintain the temperature in the oscil- 
lator oven whenever the counter is plugged in. 


STORE-RESET OPERATION 


During the count period, the ‘‘Time Base Flip-Flop” 
(#26) hasa positive output on pin 15. This enables the 
“Counter Gate” (#14) to pass the frequency-to-be- 
counted. At the end of the count period, the flip-flop 
is triggered by the negative-going edge of the signal 
from the “Time Base Input Selector” (#25). 
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The flip-flop then changes state, with its output going 
low. This stops the counter gate from passing the 
frequency-to-be-counted and turns off the gate driver. 
In addition, the negative-going edge of the output 
from the flip-flop triggers the ‘‘Store Monostable” 
(#27), which stays triggered for about 50 msec due to 
the RC time constant of R44 and C31. 


During that time, the “STORE” output (pin 6) is high. 
It goes to the “Overflow Circuitry” (#18), U35 pin 13, 
to lock the overflow condition (if one exists). The 
“STORE” output is a low which does three things: (1) 
At the time-base flip-flop, it takes the J input low and 
prevents the flip-flop from changing state (beginning 
another count period) during the store operation. (2) 
At the latch decoder drivers, it causes them to accept 
the count on the counters and display it on the LED’s. 
(3) At the reset monostable, the end of the “STORE” 
pulse (after 50 msec) triggers the reset. 


The reset monostable also stays set for about 50 msec, 
due to the RC time constant of R45 and C32. The 
“RESET” output at pin 9 goes low and does three 
things: (1) It goes to the time base flip-flop (pin 3) to 
stop it from changing state (beginning another count 
period) during the reset operation. (2) It resets the first 
decade counter, U25. (3) It resets the input flop-flop of 
the overflow circuitry, U18B. 


The “RESET” output at pin 10 goes high and does two 
things: (1) It resets time base divider chain IC’s U12 
through U15 tothe count of nine and holds them there 
as long as it is high. (2) It resets decade counters U21 
through U24 to zero and holds them as long as it is 
high. 


After about 50 msec, the reset monostable returns to 
its normal state with the following results. The latch 
decoder drivers have stored the count for display, the 
divider chain is ready (at 9999 for the last four divid- 
ers), and the time base flip-flop is released and is able 
to respond to the first pulse from the divider chain. 


This will begin a new count period which will last 
from the first pulse at the time base flip-flop until the 
second pulse at the time base flip-flop. 
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Circuit Flow 


Refer to the four block diagrams and the schematic 
diagram as you read the following pages. In this por- 
tion of the description, the operation of the various 
building blocks will not be discussed in depth; this 
was done in the Basic Blocks portion. 


One block diagram is shown for each of the Counter’s 
four modes of operation. Please note the following 
facts about the diagrams before beginning: 


1. Only the primary signal paths are shown. Con- 
trol voltage paths and non-primary circuitry 
(such as power supply and gate lamp) are not 
included. Refer to the schematic for these, if 
necessary. 


2. Heavy lines show the path of primary signals. 
Dotted heavy lines show a dead-end path for a 
primary signal (the signal will be available 
along that path, but will not be used by the 
circuitry), 


3. Arrowheads on the diagram show the direction 
of signal flow. 


4. Numbers and titles on the diagrams refer di- 
rectly to the numbers and titles used in the Basic 
Blocks portion; use these for easy location of 
circuit discussion in the Basic Blocks portion. 


5. The layout of the block diagrams is similar to the 
schematic to make it easy for you to go from one 
to the other. 


The discussion for each mode of operation will trace 
the signal flow, mentioning where it is “accepted” by 
the logic device (allowed to continue through the 
circuit) and where it is “rejected” (not allowed to 
continue). Whether a signal is accepted or rejected is 
determined by the control voltage present at the AND 
and NAND gate where the signal is received. To aid 
with quick analysis of the circuit flow, the discussion 
identifies control voltage points by IC and pin num- 
bers. 


FREQUENCY A MODE 


Refer to the Frequency A Block Diagram (Illustration 
Booklet, Page 13) as you read the following para- 
graphs. 


In the frequency count modes, the frequency is pro- 
cessed through the circuitry to the gate in box L. The 
box C, E, G, K, and M series opens the gate at box L for 
either 10 msec, 100 msec, 1 sec, or 10 sec. While the 
gate is open, the frequency is counted at box R. The 
decimal point is adjusted to give the count in terms of 
kHz or MHz. 


The frequency-to-be-counted signal comes into box A 
through jack J1 and is amplified and converted to TTL 
voltage levels. The signal then goes from box A to 
boxes D, E, and K. It is rejected at box E because the 
control voltage at U8A pin 13 is low. It is also rejected 
at box K because the control voltage at U8D pin 3 is 
low. 


However, the signal is accepted at box D because the 
control voltage at U4B pin 4 is high. Box D performs 
the functions of input selection and changing the 
signal-to-be-counted into a series of very narrow 
pulses. 


The signal from box D goes to box H where it is 
accepted because the control voltage at U7D pin 13 is 
high (this control voltage comes through inverting 
amp U6F) The signal passes through box H and goes 
to box L. 


Box L treats the signal from box H as signal-to-be- 
counted, and treats the input from box M as a control 
signal. When the signal from box Mis high (one count 
period), the signal-to-be-counted is accepted by box 
L, When the signal is low (between count periods, due 
to the store and reset cycles) box L rejects the signal- 
to-be-counted. 


Box L sends the signal-to-be-counted to box R where 
it is counted, and then displayed at the end of each 
count sequence, 
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The time-base signal is generated by the oscillator at 
box C. The signal is sent to box E, where it is accepted 
because the control voltage at U8B pin 10 is high (the 
control voltage comes through inverting amp U6A). 
The time-base signal frequency is then divided by the 
divider chain. 


Some frequencies go through box F, which sends one 
frequency on to box H; box H rejects this input be- 
cause the control voltage to U7A pin 2 is low. The four 
lowest frequencies from box E are sent to box G. Only 
one of these is allowed to go on to box K. Range switch 
SW2A provides a high control voltage to one of the 
AND gates (U17 A, B, C, or D), allowing the time-base 
frequency for that gate to pass. 


Box K accepts the time-base signal because the con- 
trol voltage at U8E pin 4 is high (the control voltage 
comes through inverting amp U6F). The output of box 
K goes to box M. 


Box M divides the signal from box K by two, produc- 
ing a high control voltage that is equal to one count 
period, followed by an equally long low control volt- 
age (except as modified by the input from the store- 
reset process circuits--see “Store-Reset Operation,” 
Page 79). The box M output goes to box L as a control 
voltage and to box N to initiate the store-reset process. 


FREQUENCY B MODE 


Refer to the Frequency B Block Diagram (Illustration 
Booklet, Page 14) as you read the following. 


In the frequency count modes, the frequency is pro- 
cessed through the circuitry to the gate in box L. The 
box C, E,G, K, and M series opens the gate at box L for 
either 10 msec, 100 msec, 1 sec, or 10 sec. While the 
gate is open, the frequency is counted at box R. The 
decimal point is adjusted to give the count in terms of 
kHz or MHz. 


The frequency-to-be-counted signal comes into box B 
through jack J2 and is amplitude limited, amplified, 
divided by ten, and converted to TTL voltage levels. 
The signal then goes from box B to box D. It is ac- 
cepted at box D because the control voltage at U4D pin 
12 is high. 
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From this point on, the process is exactly the same as 
in the Frequency A Mode. 


Box D performs the functions of input selection and 
changing the signal-to-be-counted into a series of 
very narrow pulses. 


The signal from box D goes to box H where it is 
accepted because the control voltage at U7D pin 13 is 
high (this control voltage comes through inverting 
amp U6F). The signal passes through box H and goes 
to box L. 


Box L treats the signal from box H as signal-to-be- 
counted, and treats the input from box M as a control 
signal. When the signal from box Mis high (one count 
period), the signal-to-be-counted is accepted by box 
L. When the signal is low (between count periods; due 
to the store and reset cycles), box L rejects the signal- 
to-be-counted. 


Box L sends the signal-to-be-counted to box R where 
it is counted, and then displayed at the end of each 
count sequence. 


The time-base signal is generated by the oscillator at 
box CG. The signal is sent to box E, where it is accepted 
because the control voltage at U8B pin 10 is high (the 
control voltage comes through inverting amp U6B). 
The time-base signal frequency is then divided by the 
divider chain. 


Some frequencies go through box F, which sends one 
frequency on to box H; box H rejects this input be- 
cause the control voltage to U7A pin 2 is low. The four 
lowest frequencies from box E are sent to box G. Only 
one of these is allowed to go on to box K. Range switch 
SW2A provides a high control voltage to one of the 
AND gates (U17A, B, C, or D), allowing the time-base 
frequency for that gate to pass. 


Box K accepts the time-base signal because the con- 
trol voltage at U8E pin 4 is high (the control voltage 
comes through inverting amp U6F). The output of box 
K goes to box M. 


Box M divides the signal from box K by two, produc- 
ing a high control voltage that is equal to one count 
period, followed by an equally long control voltage 
(except as modified by the input from the store-reset 
process circuits--see “‘Store-Reset Operation,” Page 
79). The box M output goes to box L as a control 
voltage and to box N to initiate the store-reset process. 
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RATIO B/A MODE 


Refer to the Ratio B/A Block Diagram (Illustration 
Booklet, Page 15) as you read the following. 


In the Ratio B/A mode, the cycles of frequency B that 
occur during 10°, 10°, 10’, or 10° cycles of frequency A 
are counted, The decimal place is positioned cor- 
rectly to indicate the ratio of B cycles per single cycle 
of frequency A. The Range switch setting determines 
how many cycles of frequency A are used, and where 
the decimal point is placed. 


The A frequency signal comes into box A through jack 
Ji and is amplified and converted to TTL voltage 
levels. The signal then goes from box A to boxes D, E, 
and K. It is rejected at box D because the control 
voltage at U4B pin 4 is low. It is also rejected at box K 
because the control voltage at U8D pin 3 is low. 


However, the signal is accepted at box E because the 
control voltage at U8A pin 13 is high. Note that this 
same control voltage is inverted through U6A and is 
then used to stop the oscillator signal at U8B pin 9 
(control voltage at pin 10). 


The A frequency signal is then divided by the divider 
chain. 


Some frequencies from the chain go to box F, which 
sends one frequency on to box H; box H rejects this 
input because the control voltage to U7A pin 2 is low. 
The four lowest frequencies from box E are sent to box 
G. Only one of these is allowed to go on to box K. This 
is because Range switch SW2A provides a high con- 
trol voltage to one of the AND gates (U17A, B,C, or D), 
allowing the divided A frequency signal for that gate 
to pass. 


Box K accepts this time-base signal because the con- 
trol voltage at U8E pin 4 is high (the control voltage 
comes through inverting amp U6F). The output of box 
K goes to box M. 


Box M divides the signal from box K by two, produc- 
ing a high control voltage that is equal to one count 
period, followed by an equally long low control vol- 
tage (except as modified by the input from the store- 
Teset process circuits--see “‘Store-Reset Operation,” 
Page 79). The box M output goes to box L as a control 
voltage and to box NN to initiate the store-reset process. 


The B frequency comes in to box B through jack J2 and 
is amplitude limited, amplified, divided by ten, and 
converted to TTL voltage levels. The signal then goes 
from box B to box D. It is accepted at box D because the 
control voltage at U4D pin 12 is high. 


Box D performs the functions of input selection and 
changing the B frequency into a series of very narrow 
pulses. 


The signal from box D goes to box H, where it is 
accepted because the control voltage at U7D pin 13 is 
high (this control voltage comes through inverting 
amp U6F). The signal passes through box H and goes 
to box L. 


Box L treats the signal from box H (B frequency/10) as 
signal-to-be-counted, and treats the input from box M 
(A frequency divided by 10°, 10°, 107, or 10*) as a 
control signal. When the signal from box M is high 
(one cycle of the divided-down A frequency), the 
signal-to-be-counted is accepted by box L. When the 
signal is low (between count periods, due to the store 
and reset cycles), box L rejects the signal-to-be- 
counted). 


Box L sends the signal-to-be-counted to box R where 
it is counted, and then displayed at the end of each 
count sequence. 


PERIOD MODE 


Refer to Period Block Diagram, (Illustration Booklet, 
Page 16) as you read the following. 


During the Period mode, the gate in box L turns on for 
one cycle of frequency A. While the gate is on, the 
count circuitry in box R counts the units of time 
coming from the box C oscillator through boxes E, F, 
and H. Depending on the Range switch, these units of 
time may be equal to.1 usec, 1 wsec, 10 usec, or 100 
psec. 


The signal whose period is to be measured comes in to 
box A through jack J1 and is amplified and converted 
to TTL voltage levels. The signal then goes from box A 
to boxes D, E, and K. It is rejected at box D because the 
control voltage at U4B pin 4 is low. It is also rejected at 
box E because the control voltage at U8A pin 13 is 
low. Note that this same control voltage is inverted 
through U6A and is then used to make U8B accept the 
oscillator (box C) input. 
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However, the signal is accepted at box K because the 
control voltage at U8D pin 3 is high. The output of box 
K goes to box M. 


Box M divides the signal from box K by two, produc- 
ing a high control voltage that is equal to one count 
period, followed by an equally long low control vol- 
tage (except as modified by the input from the store- 
reset process circuits--see “‘Store-Reset Operation,” 
Page 79). The box M output goes to box Las a control 
voltage and to box N to initiate the store-reset process. 


Box C produces the signal that is counted to produce 
the period measurement. This signal goes from box C 
to box E. The signal is accepted at box E because the 
control voltage at U8B pin 10 is high (the control 
voltage comes through inverting amp U6A). Box E 
contains the divider chain, which reduces the input 
frequency by factors of ten. Some frequencies (includ- 
ing the basic 10 MHz) are sent to box F and some are 
sent to box G, 


One of the frequencies received by box G is sent to box 
K, where it is rejected because the control voltage at 
UB8E pin 4 is low (this control voltage comes through 
inverting amp U6F). 
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One of the frequencies received by box F is allowed to 
go to box H. This is because Range switch SW2A 
provides a high control voltage to only one of the 
AND gates (U16A, B, C, or D), allowing the signal to 
pass that gate. 


Box H accepts the signal from box F because the 
control voltage at U7A pin 2 is high. Box H passes the 
signal along to box L. 


Box L treats the signal from box H (the oscillator 
frequency divided by 1, 10, 100, Or 1000) as the 
signal-to-be-counted, and treats the input from box M 
(A frequency) as the control signal. When the control 
signal is high (one cycle of the A frequency), the 
signal-to-be-counted is accepted by box L. When the 
signal is low (between count periods, due to the store 
and reset cycles), box L rejects the signal-to-be- 
counted. 


Box L sends the signal-to-be-counted to box R where 
it is counted, and then displayed at the end of each 
count sequence. 
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SEMICONDUCTOR IDENTIFICATION CHARTS 


DIODES 


CIRCUIT HEATH MAY BE 
COMPONENT PART REPLACED IDENTIFICATION 
NUMBER NUMBER 
u a 
a 


SAMDED EMD (CATHODE) 


D3, D4, D9, 
D11, 012, 013, 
D14, D16, 017, 
018, 019, D21 


TRANSISTORS 


CIRCUIT 
COMPONENT PART REPLACED 
NUMBER NUMBER 


Q2, Q4. 417-293 2N5770 
7, 
aio 


a 


a, ue ie 
Selected 
417-828 E304" 


“Specially selected 417-802 
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INTEGRATED CIRCUITS 


CIRCUIT 
COMPONENT IDENTIFICATION 


NUMBER 


INPUT a] 
i 


GND GNO GND GND 


DIFFERENTIAL 
OUTPUT 
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Integrated Circuits (Cont’d.) 


CIRCUIT MAY BE 
COMPONENT 


REPLACED IDENTIFICATION 
NUMBER WITH 


DATA INPUTS 


Vee GER Og D 
B u 


eur 


|COUNT/ 
LOAD 


a, 


1 AL 
comy tS 
LOAD 


cK2 GND 
DATA INPUTS 
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Integrated Circuits (Cont’d.) 


CIRCUIT MAY BE 
COMPONENT REPLACED IDENTIFICATION 
NUMBER WITH 


U26, U27, U28, 443-694 9368 
U29, U31, U32, 
U33, U34 


443-723 
443-727 96L02 


- 


*RC time constant network 
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Integrated Circuits (Cont’d.) 


CIRCUIT HEATH MAY BE 
COMPONENT PART REPLACED 
NUMBER NUMBER WITH 


20 oe GND 
443-781 74LS75 
: 
U12, U13, U14, 443-813 74LS90 in 
U15, U24 
pe eB 
Rows Rove v Roiiy Roz) 
x 


a 
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Integrated Circuits (Cont’d.) 


CIRCUIT MAY BE 
COMPONENT REPLACED 
NUMBER 


U9, U11, U21 
U22, U23 


U16, U17 


‘SP8685B 
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OUTPUTS 
2 ourPUT —_—__ 
2A CUAR 2%, 28 N Ap 


Voc 
oL_fis}_fro]_o]_ fie m7 


T 1, 
CLEAR OUTPUT 


NC CLOCK VP _NC I/P REF NC 
wLJn}_fio}_f¢ 


Lt Ero LHe 
Nc OP Nc Of NC fT 


INTERNAL CONVERTER 
DO NOT USE 
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CIRCUIT HEATH MAY BE 
COMPONENT PART REPLACED IDENTIFICATION 
NUMBER NUMBER witt 


H 
TOP VIEW 
PIN CONNECTION 
ANODE 
1 4 . ANODE T 
CATHODE 
i hori 
V1 through V8 411-860 5082-7760 : Navel 
bh ANODE € 
s ANODE ¢ 
CATHODE 


v9.11 412-632 NLS5076A 
LONG LEAD 
“\ 


CUSTOMER SERVICE 


REPLACEMENT PARTS 


Please provide complete information when you request re- 
placements from either the factory or Heath Electronic Cen- 
ters. Be certain to include the HEATH part number exactly as it 
appears in the parts list. 


ORDERING FROM THE FACTORY 


Print all of the information requested on the parts order form 
furnished with this product and mail it to Heath. For telephone 
orders (parts only) dial 616 982-3571. If you are unable to 
locate an order form, write us a letter or card including: 


© Heath part number. 

© Model number. 

® Date of purchase. 

© Location purchased or invoice number. 

© Nature of the defect. 

© Your payment or authorization for COD shipment of parts 
not covered by warranty. 

Mail letters to: | Heath Company 

Benton Harbor 

MI 49022 

Attn: Parts Replacement 


Retain original parts until you receive replacements. 
Parts that should be returned to the factory will be listed 
on your packing slip. 


OBTAINING REPLACEMENTS FROM 
HEATH ELECTRONIC CENTERS 


For your convenience, “over the counter” replacement parts 
are available from the Heath Electronic Centers listed in your 
catalog. Be sure to bring in the original part and purchase 
invoice when you request a warranty replacement from a 
Heath Electronic Center. 


TECHNICAL CONSULTATION 


Need help with your kit? — Self-Service? — Construction? — 
Operation? — Cail or write for assistance. you'll find our Tech- 
nical Consultants eager to help with just about any technical 
problem except “customizing” for unique applications. 


The effectiveness of our consultation service depends on the 
information you furnish. Be sure to tell us: 


® The Model number and Series number from the blue and 
white label. 

® The date of purchase. 

An exact description of the difficulty. 

Everything you have done in attempting to correct the prob- 
lem. 


Also include switch positions, connections to other units, 
operating procedures, voltage readings, and any other infor- 
mation you think might be helpful. 


Please do not send parts for testing, unless this is specifi- 
cally requested by our Consultants. 


Hints: Telephone traffic is lightest at midweek — please be 
‘sure your Manual and notes are on hand when you call. 


Heathkit Electronic Center facilities are also available for tele- 
phone or “walk-in” personal assistance. 


REPAIR SERVICE 


Service facilities are available, if they are needed, to repair 
your completed kit. (Kits that have been modified, soldered 
with paste flux or acid core solder, cannot be accepted for 
repair.) 


If it is convenient, personally deliver your kit to a Heathkit 
Electronic Center. For warranty parts replacement, sup- 
ply a copy of the invoice or sales slip. 


If you prefer to ship your kit to the factory, attach a letter 
containing the following information directly to the unit: 


© Your name and address. 

© Date of purchase and invoice number. 

® Copies of all correspondence relevant to the service of the 
kit. 

® A brief description of the difficulty. 

® Authorization to return your kit COD for the service and 
shipping charges. (This will reduce the possibility of delay.) 


Check the equipment to see that all screws and parts are 
secured. (Do not include any wooden cabinets or color televi- 
sion picture tubes, as these are easily damaged in shipment. 
Do not include the kit Manual.) Place the equipment in a strong 
carton with at least THREE INCHES of resilient packing mate- 
rial (shredded paper, excelsior, etc.) on all sides.. Use addi- 
tional packing material where there are protrusions (control 
sticks, large knobs, etc.). If the unit weighs over 15 Ibs., place 
this carton in another one with 3/4” of packing material bet- 
ween the two. 


Seal the carton with reinforced gummed tape, tie it with a 
strong cord, and mark it “Fragile” on at least two sides. Re- 
member, the carrier will not accept liability for shipping dam- 
age if the unit is insufficiently packed. Ship by prepaid express, 
United Parcel Service, or insured Parcel Post to: 


Heath Company 
Service Department 
Benton Harbor, Michigan 49022 


HEATH COMPANY . BENTON HARBOR, MICHIGAN 
THE WORLD'S FINEST ELECTRONIC EQUIPMENT IN KIT FORM 


LITHO IN U.S.A. 


